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Abstract 

The Micro-Layered Fast-Neutron Detector (MLFD) is a novel fast-neutron detection 

technology that has been developed from concept stage to demonstrable functionality in a 

laboratory environment. The MLFD boasts a high fast-neutron detection efficiency of 9.2% at 43 

mm length-of-detector, a near-100% gamma-ray rejection capability without requiring pulse shape 

discrimination or any additional electronics or techniques, and suppression of ǖerenkov radiation 

generation inherently by design. These features have been achieved by careful material selection 

in suitable geometrical fashion. Polymethyl methacrylate (PMMA) was used as a neutron 

converter (by proton recoil) and light guide, and zinc sulfide as an inorganic scintillator, in an 

alternating layer configuration such as to maximize scintillation photon collection from neutron 

interactions while minimizing ǖerenkov generation. A photodetector attaches to the side of the 

MLFD, which can either be a photomultiplier tube (PMT) or a silicon photomultiplier (SiPM), 

depending on the application desired. The orientation of the photodetector on the side (parallel to 

the longest length of the MLFD) also reduces probability of forward-propagational ǖerenkov 

photons from being collected. The detection efficiency can also be scaled by simply increasing the 

number of layers, i.e., the length of the detector. The vastly different decay pulse times for protons 

(700 ns to 10,000 ns) and electrons (12 ns) leads to a very distinct neutron and gamma-ray event 

separation, leading to a PSD ratio of 4.56. Furthermore, replacing the PMT with SiPMs reduces 

the ǖerenkov radiation developed in the PMT photocathode window, thereby eliminating the need 

for pulse shape discrimination altogether, and only requires a low LLD to reject almost all gamma 

radiation.  

Although originally designed for use at the TREAT facility of Idaho National Laboratory, 

the MLFD has exhibited performance that makes it versatile for extended application in SNM 

searches. Therefore, the MLFDs were coupled to an array of SiPMs as an imager to locate the 

direction of a neutron source in a mixed radiation environment, and was successfully able to predict 

the location within 30 seconds in a 5cm radius. The imaging system can be configured to have all 

necessary electronics on-board, making it light-weight, portable and compact. The MLFD can be 

batch-fabricated with ease and in a simple four-step process using commonly-found laboratory 

equipment.   
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Abstract 

The Micro-Layered Fast-Neutron Detector (MLFD) is a novel fast-neutron detection 

technology that has been developed from concept stage to proven demonstrability in a laboratory 

environment. The MLFD boasts a high fast-neutron detection efficiency of 9.2% at 43 mm length-

of-detector, a near-100% gamma-ray rejection capability without requiring pulse shape 

discrimination or any additional electronics or techniques, and suppression of ǖerenkov radiation 

generation inherently by design. These features have been achieved by careful material selection 

in suitable geometrical fashion. Polymethyl methacrylate (PMMA) was used as a neutron 

converter (by proton recoil) and light guide, and zinc sulfide as an inorganic scintillator, in an 

alternating layer configuration such as to maximize scintillation photon collection from neutron 

interactions while minimizing ǖerenkov generation. A photodetector attaches to the side of the 

MLFD, which can either be a photomultiplier tube (PMT) or a silicon photomultiplier (SiPM), 

depending on the application desired. The orientation of the photodetector on the side (parallel to 

the longest length of the MLFD) also reduces probability of forward-propagational ǖerenkov 

photons from being collected. The detection efficiency can also be scaled by simply increasing the 

number of layers, i.e., the length of the detector. The vastly different decay pulse times for protons 

(700 ns to 10,000 ns) and electrons (12 ns) leads to a very distinct neutron and gamma-ray event 

separation, leading to a PSD ratio of 4.56. Furthermore, replacing the PMT with SiPMs reduces 

the ǖerenkov radiation developed in the PMT photocathode window, thereby eliminating the need 

for pulse shape discrimination altogether, and only requires a low LLD to reject almost all gamma 

radiation.  

Although originally designed for use at the TREAT facility of Idaho National Laboratory, 

the MLFD has exhibited performance that makes it versatile for extended application in SNM 

searches. The MLFDs were coupled to an array of SiPMs as an imager to locate the direction of a 

neutron source in a mixed radiation environment, and was successfully able to predict the location 

within 30 seconds in a 5cm radius. The imaging system can be configured to have all necessary 

electronics on-board, making it light-weight, portable and compact. The MLFD can be batch-

fabricated with ease and in a simple four-step process using commonly-found laboratory 

equipment. 
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Chapter 1 - Introduction 

1.1 Research Motivation 

Nuclear energy is a clean, safe, reliable and competitive source of energy. It is the only 

source of energy that can replace a significant part of the fossil fuels (coal, oil and gas) which 

pollute the atmosphere massively and contribute to the greenhouse effect. Operating a nuclear 

reactor requires the continuous monitoring of safety. However, unexpected events can occur, such 

as a loss of coolant, or sudden reactor overpower. Therefore, it is important to determine the safety 

limits of operation and fuel failure thresholds. These parameters can be measured by monitoring 

the real-time behavior of fuel elements when abnormally stressed. As an example, instrumentation 

for monitoring fuel motion was constructed at the Transient Reactor Test (TREAT) facility at 

Idaho National Laboratory in 1963. The TREAT instrumentation provides stress testing of nuclear 

fuels during which quick, high energy neutron pulses are produced to simulate accident-like 

conditions [1]. Arrays of fast neutron detectors are placed in collimated slots to observe fuel motion 

during such transients. They provide time and spatial resolution of fuel displacements during 

reactor power transient experiments, as well as before and after the transient.  

1.1.1 Challenges in Accident Tolerance Testing of Reactor Fuels 

The 2011 Fukushima Daiichi disaster, which prompted the shutdown of Japan and 

Germanyôs nuclear power plants, sparked interest in resuming nuclear fuel testing at the TREAT 

facility at the Idaho National Laboratory (INL). In November 2017, the U.S. Department of Energy 

restarted transient testing for the development of advanced, safer, and more efficient fuels. The 

TREAT instrumentation includes the ñhodoscopeò for tracking fuel motion, which consists of 334 

steel-collimated channels coupled to óHornyak buttonô neutron detectors for detecting fast-neutron 

pulses [2]. Stress-testing requires statistical precision of fast-neutron count rates, which increases 

with true-positive detector events. Hence maximizing fast-neutron detection efficiency, while also 

minimizing gamma-ray background from being misidentified as neutrons, becomes imperative. 

The Hornyak button, however, suffers from low detection efficiency, ǖerenkov radiation 

contaminating the signal, and non-linearity of detector response at large transients. Thus, there has 
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been a need to improve the neutron detection system for increased precision in fuel motion 

imaging. 

1.1.2 Challenges in Special Nuclear Materials Searches 

Similar to fuel motion imaging, active interrogation requires discrimination of neutrons 

from gamma-rays. Presently, organic scintillators are generally used for fast neutron detection. 

Although pulse shape discrimination can be used to distinguish between fast neutron and gamma-

ray events, in applications which have intense gamma-ray fields, the discrimination becomes less 

effective for organic scintillators due to neutron signal corruption at higher gamma-ray fluxes [3], 

thus limiting measurement of the neutron spectra. Furthermore, additional techniques and 

electronics to discriminate between particles can complicate the overall detector and add weight 

to portable systems. 

1.1.3 Development of the Micro-Layered Fast Neutron Detector 

To address these issues, there was a need for a simple detection system that is capable of 

providing accurate and reliable data. The Micro-Layered Fast-Neutron Detector (MLFD) was 

devised to address the shortcomings of both fuel imaging and active interrogation applications. 

The novelty of the MLFD lies in its geometry and material selection: it uses zinc sulfide as the 

scintillation medium, which has a relatively high light yield for protons but a low conversion 

efficiency for fast electrons, thereby providing an inherent preference for neutrons over gamma 

rays in a mixed radiation environment. However, the use of ZnS has been limited to thin-film 

devices only due its light self-absorption. The layer geometry of the MLFD overcomes this 

limitation and allows the incorporation of a large volume of scintillator without compromising on 

light transparency. The MLFD consists of alternating layers of a neutron converter material such 

as polymethyl methacrylate, and a scintillation material (ZnS). The neutron converter layer 

translates a portion of the neutron energy to a recoiled proton via the (n,p) scattering reaction, 

while the scintillation layer molecules emit radiation in the form of visible light when excited by 

a proton. A photodetector, such as a photomultiplier tube or silicon photomultiplier, is placed 

perpendicular along the layers instead of at the end, enabling maximized collection of scintillation 

light. For fuel imaging at TREAT, the direction of the neutrons is known, and the photodetector is 
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placed parallel to this direction, which lowers the probability of light collected from ǖerenkov 

radiation generated in the neutron converter material. Remarkably, the MLFD was found to be 

highly insensitive to gamma rays, without requiring any discrimination techniques such as pulse 

shape discrimination, especially when coupled to silicon photomultipliers. This finding led to an 

expansion of its application in SNM searches. As will be discussed in detail in the following 

chapters, the MLFD was shown to also have a high fast-neutron detection efficiency that is tunable 

to the application by varying the number of layers in the MLFD. 

1.2 Contributions to the Scintillator Community  

The MLFD was initially designed with the intention of employing it to image nuclear fuel 

motion in reactor accident conditions. However, on displaying versatile qualities, the scintillator 

was explored further and has been developed to contribute to other fields, most notably in Special 

Nuclear Materials searches. This process of research has led to the following contributions to the 

scientific community and to technology, in order of impact: 

a. Invention of a novel device that has inherent gamma-ray insensitivity while 

detecting fast neutrons without requiring any additional particle-discriminating 

equipment or techniques. 

b. Silver-doped zinc sulfide, although a high light-yield scintillator, has not been 

used widely and mostly delegated to use as low-efficiency thin, single-layered 

detection medium owing to its opaqueness to its own light. With the MLFD, a 

unique geometrical design overcomes the opacity problem, and introduces a 

novel design to use ZnS as a large-volume scintillator. 

c. A PSD ratio of 4.56 was achieved for fast-neutron and gamma-ray separation, 

which is the highest-known ratio reported for any scintillator, to the best of the 

authorôs knowledge. 

d. The ZnS:Ag decay time and mode for protons were determined for the first 

time, and agrees with literature values for ZnS:Ag decay time and mode for 

alpha particles, which are also heavy, charged particles. 

e. The fast-neutron detection efficiency of the MLFD is scalable with increasing 

layers, a feature that makes the device tunable to the application. 
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These technological achievements have been detailed in this dissertation, with the 

following section being a guide to the contents of the rest of the dissertation. 

1.3 Dissertation Organization 

Efforts into building a device capable of mitigating the shortcomings of currently available 

technology in fuel motion imaging and active interrogation have been presented in this 

dissertation, spanning six chapters. Provided in Chapter 2 are an introductory background of 

radiation detection physics, material science, and present technologies and their shortcomings that 

have prompted a need for the MLFD. Discussed in Chapter 3 are the detector designs for 

addressing challenges to present technology, which ultimately lead to the realization of the MLFD. 

Also included in the chapter are current methods of fabricating the MLFD, and summarizes 

previous trials in devising the MLFD and alternative designs. Following fabrication, shown in 

Chapter 4 is how the detector was instrumented with associated electronics to read data for 

performance analysis and testing. In Chapter 5, the characterization of the detector is discussed to 

understand its capabilities and limitations. Reviewed in Chapter 6 are the detector performance, 

and analyzes its results to evaluate its suitability for the proposed applications. Finally, concluded 

in Chapter 7 are implications of the results, summarizes the main findings, and provides guidance 

for future steps with the MLFD. This dissertation includes work that has been reported in five peer-

reviewed journal publications and four conference proceedings, including one poster presentation. 

Additionally, this dissertation is supported with references to reliable work reported by 

independent, non-conflicting organizations to verify the contents of the present work. Figures that 

are referenced have been reproduced by extracting data from the original work given in the 

reference. 
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Chapter 2 - Background 

The following sections in this chapter will provide the reader with adequate background 

regarding the physics and processes that form the basis of the Micro-Layered Fast-Neutron 

Detector. Topics of discussion include neutrons and gamma rays and their interaction with media, 

working principle of scintillators, associated electronics, and previous work done in related areas. 

2.1 Radiation and its Interaction with Matter  

Radiation is the emission or transversal of energy as waves or particles. Principally 

categorized into ionizing and non-ionizing radiation, the former stands of interest due to its ability 

to ionize atoms and molecules, and break chemical bonds. Ionizing radiation include charged 

particles such as alpha particles, beta particles and fission fragments, and neutral particles such as 

neutrons, gamma rays and x rays [4]. Neutrons are subatomic particles with a mass of 1.008 u 

(atomic mass unit), slightly larger than that of a proton (1.007 u). The neutron is stable inside the 

nucleus, but a free neutron is unstable, and beta-decays into a proton, electron, and an antineutrino 

with a half-life of about 15 minutes [5].  

Table 2-1 Classification of neutrons according to energy [6]. 

Neutron energy Energy range 

0.0ï0.025 eV Cold neutrons 

0.025 eV Thermal neutrons 

0.025ï0.4 eV Epithermal neutrons 

0.4ï0.5 eV Cadmium neutrons 

0.5ï1 eV EpiCadmium neutrons 

1ï10 eV Slow neutrons 

10ï300 eV Resonance neutrons 

300 eVï1 MeV Intermediate neutrons 

1ï20 MeV Fast neutrons 

> 20 MeV Ultrafast neutrons 

Based on the energy, neutrons can be classified into several types constituting an energy 

distribution that is adapted to the Maxwellian distribution for thermal motion. Listed in Table 2-1 



6 

are neutron types distinguished by their range of energies. This classification is important for 

selecting the detection mechanism, which is highly dependent on the neutron energy. Fast neutrons 

have energy between 1 and 20 MeV and can be produced from several sources. Nuclear fission 

produces neutrons that have a mean energy of 2 MeV, such as those generated at TREAT. 

Spontaneous fission sources, like 252Cf, produce a similar Maxwell-Boltzmann distribution from 

0 to about 10 MeV. Nuclear fusion is also another source; deuteriumïtritium fusion produces 

neutrons with an energy of 14.1 MeV. Gamma radiation is naturally produced from neutron stars, 

supernova explosions and beyond the event horizon in black holes, and, less dramatically, from 

nuclear explosions and lightning. 

Alpha particles, electrons and protons are charged particles, and therefore continuously 

lose energy via Coulombic interactions with electrons in the medium they pass through. Gamma 

rays and neutrons are both uncharged particles, and hence not affected by the Coulomb force when 

passing through matter. Gamma rays can interact with electrons directly, but neutrons generally 

only interact with an atomic nucleus, rendering their detection more complicated, such as via 

transferring their energy to charged particles or by neutron capture [7]. 

2.1.1 Spontaneous Fission 

Unstable nuclei of heavy elements can split into two nuclei of lighter elements that are 

similar in mass, and liberate a large amount of energy. Lighter elements are unable to overcome 

the large potential barrier in distorting the nucleus from its original near-spherical shape, and hence 

do not undergo spontaneous fission. 

Most commonly, 252Cf is capable of spontaneously fissioning, with a 96.9% probability of 

undergoing alpha decay, and a 3.1% probability of spontaneous fission. Itôs half-life, if only 

spontaneous fission were considered the only decay process, would be 85.5 years. However, since 

its probability of alpha decay is much higher (and whose half-life is about 2.73 years), the effective 

half-life of 252Cf is 2.64 years. Per fission, about 3.7 neutrons are emitted with an average energy 

of 2.3 MeV. The average alpha particle energy is 6.12 MeV. Prompt fission gamma rays are also 

emitted in the fission process. While the neutron emission rate from 252Cf is about 2.4 × 1012 

neutrons s-1 g-1, the gamma-ray emission rate is 1.3 × 1013 ɔ s-1 g-1. The neutron energy (f(E)) 

follows the Watt fission spectrum [8]: 
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(2.1) 

The prompt fission gamma-ray spectrum was given by: 

 

 

(2.2) 

where N(E) is the number of gamma rays at energy E. 

 

Figure 2-1. 252Cf (a) neutron [9] and (b) gamma-ray spectra [10]. 

2.1.2 Fast-Neutron Detection 

Neutrons, depending on their energy, can be detected by three primary methods: scattering, 

absorption and activation. The relative probabilities of these methods change drastically with 

neutron energy. Fast neutrons, having high energies, can transfer an appreciable amount of energy  

to the nuclei they are interacting with. Such an interaction is called elastic recoil scattering, or a 

(n,p) reaction, the ónô denoting the neutron, while the ópô denotes the secondary particles for such 

collisionsðrecoil protons. During each collision, the fast neutron loses energy, and is moderated, 

or slowed down, while the ólostô energy is transferred to the proton. The process of scattering is 

desirable over other methods in detection of fast neutrons when information such as the original 

energy of the neutron, its direction of travel, and the time of emission is important to know. 
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2.1.3 Gamma-Ray Detection 

Gamma rays can interact with matter in a variety of ways, three of which are significant 

for radiation measurements. The first, named photoelectric absorption, is the ejection of a 

photoelectron on absorbing the photon by the target atom. The original photon disappears 

completely. This interaction can only take place with the atom as a whole, not with free electrons. 

The photoelectric interaction is the dominant mode of interaction for gamma rays and x rays of 

low energy, and for target materials of high atomic number (Z). The second, Compton scattering, 

takes places between the gamma-ray photon and an electron. In this interaction, the incident photon 

is deflected through an angle , thereby transferring a portion of its energy to the electron at rest. 

All angles of scattering are possible, hence the energy transferred to the recoil electron can vary 

from zero to a large fraction of the original photon energy. The probability of Compton scattering 

depends on the density of electrons as available scattering targets, and thus increases with Z. 

Finally, if the gamma-ray energy exceeds twice the rest-mass energy of an electron (1.02 MeV), a 

third process, named pair production, is possible. This interaction takes place in the Coulomb field 

of a nucleus, and the gamma-ray photon disappears to produce an electron-positron pair. Figure 

2-2 represents the probabilities of the three processes. 

 

Figure 2-2 Interaction of gamma-rays of different energies with materials can take place by different 

processes [7]. 

2.1.4 ǖerenkov Radiation 
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Figure 2-3. The blue glow in K-State's TRIGA Mk II reactor is due to ǖerenkov radiation, reproduced 

from www.ksu.edu. 

When a charged particle, such as an electron, passes through a dielectric material at a speed 

greater than the phase velocity of light in the medium, ǖerenkov radiation is emitted. The threshold 

energies (Ee) for electrons travelling in different media is given by: 

 

 

(2.3) 

where m0c
2 is the rest mass equivalent, and n is the refractive index of the medium. Therefore, the 

minimum energy of gamma rays to produce recoil electrons that ultimately produce ǖerenkov 

radiation is given by: 

 

 

(2.4) 

 

 

(2.5) 

where Te is the kinetic energy required to produce ǖerenkov radiation. 



10 

ǖerenkov radiation arises from asymmetric polarization of the molecules of the material in 

front and at the rear of the particle, leading to a varying electric dipole momentum. The molecules 

promptly return to their stable state by the emission of photons. This phenomenon is analogous to 

its more popular sonic counterpart, i.e., the sonic boom.  

 

Figure 2-4. Mechanism of ǖerenkov radiation generation is analogous to that of the sonic boom. 

The shock wave in case of the electrically charged particles is in the form of photons, the 

frequency spectrum of which is continuous. The shorter wavelengths are more intense, hence 

ǖerenkov radiation is observed to be a brilliant blue. ǖerenkov detectors use the axis of the cone 

to determine particle direction, and the light yield determines the energy of the particle. However, 

ǖerenkov radiation can be a nuisance if it is generated by background radiation, especially in an 

environment where the background óparticlesô are significant in number, and this can lead to 

contamination of the final signal produces, misclassification and misidentification of particles, and 

ultimately lead to inaccurate detection results. 

2.2 Principles of Scintillation Detection and Material Properties 

The first type of radiation detector invented was a scintillating screenðbarium 

platinocyanideðdevised by Wilhelm C. Röntgen in 1895 while he discovered  x rays [11]. The 

screen had become illuminated in a completely dark room on being irradiated with x rays. Thus 

the first radiation detector was produced, which was a material that emits light when excited by 

ionizing radiation. The light is produced by radiation interacting with either the atomic or 

molecular structure, which excites electrons to a higher energy state. To return to its ground state, 



11 

the electron releases energy in the form of photons.  Ideally, for a material to be a worthy 

scintillator, it should possess the following properties: 

1. It should be able to convert the energy of the ionizing radiation into detectable light 

with a high light yield. 

2. The light emission must be spontaneous (fluorescence) rather than delayed light 

emission (phosphorescence). 

3. It must be transparent to the wavelength of its own emitted light. 

4. The emitted wavelength should be able to be efficiently detected by light-collection 

devices such as photomultiplier tubes (PMTs) and silicon photomultipliers (SiPMs). 

The aforementioned properties help the user to determine the material of choice according 

to the end use, in addition to other qualities that may be required. Scintillation materials are 

classified into two main types based on the physical differences in their light production 

mechanism [4]: organic and inorganic. While organic compounds produce scintillation photons 

from molecular bonds and states, inorganic compounds require a periodic lattice for atomic states. 

2.2.1 Inorganic Scintillators 

Upon absorbing radiation, electron-hole pairs are generated. While holes in the valence 

band can move freely throughout the crystal, the electrons in the conduction band are excited from 

the valence band up to the conduction bands. The excited electrons quickly lose energy in the form 

of photons to de-excite to the lowest conduction band edge. However, if the inorganic crystal is 

doped with activator impurities, additional energy levels can be produced in the band gap (the 

forbidden region between valence and conduction bands). In this case, the excited electrons can 

drop to the lowest conduction band edge or the upper activator site energy state. Upon dropping to 

the activator ground state, light photons are released that have lower energy than the crystal band 

gap [4]. It is important to note that the process of fluorescence is almost instantaneous upon 

absorbing radiation, while delayed transitions from forbidden energy states result in 

phosphorescence, a phenomenon in which the re-emission of photons takes place well after the 

original ionizing event.  
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The emission spectrum, dictated by the band-gap energy of the scintillator and activator 

energy levels, is generally spread over a continuous range of energies due to vibrational states [4]. 

The excitation energy being different from the emission energy causes their respective spectra to 

be different; this property is called the Stokes shift. 

Activation 

In the inorganic crystal, only a small fraction of atomsðemission centers of luminescence 

centersðemit photons. These óinhomogeneitiesô in the crystal lattice can be introduced by the 

addition of a small amount of dopants to óactivateô the crystal. The activator atom energy states 

within the band gap determine the wavelength of emission. 

2.2.2 Nuclear Properties 

Fast-neutron detection based on recoil scattering requires low-atomic mass (A) materials 

in order to transfer the maximum amount of energy. Hydrogenous materials are thus best suited to 

construct fast-neutron scintillators. Such hydrogenous materials can be used as the neutron 

converter in conjunction with other scintillating materials that produce light from recoil protons, 

or, the hydrogenous material itself can be scintillation, in the form of an organic scintillator. 

However, organic scintillators generally have lower light yield than inorganic scintillators. To 

select the best material for fast-neutron detection, a quantitative parameter called the neutron cross 

section is utilized. The neutron cross-section value determines the probability of interaction per 

unit path length. The elastic scattering cross-section for various elements are shown in Figure 2-5. 

The energy transferred to the recoil proton can also be determined using the following equation: 

 

 

(2.6) 

where T is the energy transferred to the proton, E is the neutron energy, A is the mass number of 

the material, and ɤ is the cosine of the scattering angle of the recoil neutron. The neutron energy 

at maximum energy transfer to the proton would equal zero.  
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Using equation (2.6), Hydrogen (A=1), having similar mass as that of a neutron, would 

allow 100% transfer of neutron energy, and is thus the most efficient neutron converter. Once the 

neutron energy has transferred onto protons (positively charged particles), they can be detected by 

Coulombic interactions with electrons. The charged particle slows down gradually through further 

interactions via scattering reactions. 

 

Figure 2-5. (n,p) scattering cross-sections for various elements [12]. 

Various plastics with high hydrogen content are not scintillators, thus require adjacent 

additional organic or inorganic scintillating materials. The secondary particles obtained from 

neutron scattering, such as protons, interact with the inorganic crystal molecules to produce 

scintillation photons. The choices of scintillation and recoil proton-generating materials are crucial 

for optimum detector performance.  

Neutron converter material 

Material properties such as hydrogen concentration, radiation hardness, and optical 

transparency are important considerations while selecting a neutron converter material. 
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Hydrogen Concentration 

Organic materials, i.e., plastics have a high concentration of hydrogen, and hence are 

commonly used in scintillators for fast-neutron detection. Plastics also contain carbon, and 

occasionally other elements such as oxygen and sulfur. While a 100% transfer of energy is possible 

in hydrogen, the maximum amount of energy that can be transferred in carbon, according to 

equation (2.6), is about 28%, and reduces lower for oxygen, etc. The quantity óhydrogen/carbon 

ratioô, which is the ratio of the number of hydrogen to carbon atoms per molecule, provides a 

metric for compounds with higher hydrogen concentration. As the ratio of hydrogen to carbon 

atoms increases for a given molecule the energy deposited per scatter will also increase.  

Radiation Hardness 

Radiation hardness describes the extent to which materials are resistant to physical, 

structural and functional damages by radiation, particularly from neutrons and gamma rays. Fast 

neutrons can alter the atomic arrangement and crystalline structure. In plastics, aromatic rings and 

a high crosslink density is preferred because long aliphatic chains and low crosslink density can 

become easily rigid and brittle upon neutron and gamma-ray irradiation. The predominant 

radiation-induced effect is cross-linking of chains in organic compounds. Bonds can be easily 

broken and rearranged. Plastics containing chlorine initially blister and soften and fill with HCl, 

and thereafter harden due to cross-linking. Changes in chemical properties like polymerization and 

de-polymerization, oxidative degeneration and gas evolution can lead to changes in physical 

properties such as viscosity, solubility, conductivity, hardness and tensile strength. Teflon, 

polymethyl methacrylate (PMMA), and butyl rubber are most susceptible to becoming softer and 

weaker [13]. Irradiation of inorganic compounds can result in traps, color centers and defects (F-, 

V- and U- centers), however the effect of radiation on inorganic materials are far less significant 

than on organic materials. Oxide-based scintillators such as LYSO:Ce are highly resistant to 

gamma-ray radiation damage. Lu-based crystals have shown phosphorescence and radio-

luminescence from proton irradiation [14]. The visible luminescence of zinc sulfide (ZnS) is 

insensitive to electron damage [15]. 
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Figure 2-6. Effect of radiation damage for various polymers [13]. 

Optical transmission in Scintillation Medium 

The detector crystal should be transparent to the emission wavelength in order for the 

photons to reach the light-collection device. If the crystal is opaque, however, such as ZnS, then 

their usage is generally delegated to thin-film detectors with low efficiency. 

 

Figure 2-7. Optical transmittance as a function of wavelength for heavy crystal scintillators (left), and for 

light guides such as PMMA (right), reproduced with permission from IEEE and Astra Products [16]. 
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Scintillation Material 

Light Yield 

The light yield is the number of scintillation photons produced per energy unit absorbed in 

the crystal. It is desirable for a scintillator to have a high light yield in order to achieve better 

resolution [4]. Generally, inorganic scintillators have higher light yields than their organic 

counterparts. The crystal lattice type and grain size can play an important role in the light yield of 

a scintillator. For example, larger crystal sizes of ZnS causes light trapping and internal reflection, 

leading to greater absorption of light. Grinding the powder to smaller sizes also reduces lattice 

vacancies, which function as traps [32]. Often, the light yield is non-linear for increasing energy 

deposition in the scintillator, and substantially differing in yield for different particles, resulting in 

difficulty in energy calibration. However, for detectors that are operated merely as counters, and 

not as spectrometers, non-linearity is not a limiting factor in selecting a scintillator as compared to 

the other factors discussed in this section. 

Response to Light-Collection Device 

The emission spectrum of the scintillator should be well-matched to that of the light-

collection device. Oftentimes, if  there is a mismatch, wavelength shifters are added to the crystal, 

that absorb photons of a shorter wavelength, and emit longer wavelength photons for matching. 

Table 2-2. Light yields of various  ainorganic materials and borganic materials [4]. 

Material Sub-Category Example 

Compound 

Light Yield 

(photons/MeV) 

Bi-alkali PMT response 

(wrt NaI:Tl) Alkali Metal Halidea NaI:Tl 43,000 1 

Alkali earth Halidea CaF2:Eu 24,000 0.5 

Transition Metala ZnS:Ag 50,000 1.3 

Post-Transition Metala Bi4Ge3O12 (BGO) 8,200 0.13 

Lanthanidea CeBr3 68,000 1.65 

Ceramica Li glass: Ce 4,650 0.12 

Organic Crystallineb Anthracene 17,200 - 

Organic Liquidb Eljen 305 13,760 - 
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2.2.3 Photodetectors 

Radiation detection technology has greatly improved since the time that Hans Geiger 

painstakingly counted flashes of light under a microscope. Geiger measured alpha particle 

interactions in zinc sulfide (ZnS) [70]. Today, detecting photons has been made much less arduous 

by photomultiplier tube (PMT), which are electron vacuum tubes that produce secondary electron 

emission, and by silicon photomultipliers (SiPM), which are based on the excitation of conduction 

electrons in a semiconductor. 

Photomultiplier Tubes 

 

Figure 2-8. Design of and mechanism of radiation detection in a PMT [4]. 

The PMT is generally coupled to a scintillator crystal using a coupling compound. The 

photocathode window serves to absorb photons from the scintillating material. The coating on the 

window, on encountering photons, emit electrons by the photoelectric effect. Some of these 

electrons can diffuse through the coating and enter the vacuum tube. If a voltage is applied to the 

PMT, the electric field can impart speed to and guide the electrons to an adjacent electrode called 

a dynode. Hence, the electrons striking the dynode can lead to more electrons being liberated, 

which in turn are sped and guided by the electric field to the next dynode, liberating even more 

electrons. This process continues for a given number of dynodes. The PMT can thus turn photons 

into a large electronic signal, whose charge (Q) can be measured as: 
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(2.7) 

where q is the charge of an electron, N0 is the initial number of photoelectrons released at the 

photocathode, G is the number of electrons release by a dynode per incident electron (gain), and 

M is the total number of dynodes. The electrical signal produced is usually converted into a voltage 

pulse. An important feature of the PMT photocathode is its quantum efficiency (QE), defined as 

the number of electrons released from the photocathode per photon incident on it for a particular 

photon wavelength. 

To reduce light losses from internal reflection at the scintillator/PMT interface, a coupling 

compound is usually inserted between the scintillator and PMT window, whose index of refraction 

closely matches that of the PMT window. Optical glue is the most common candidate, due to its 

ease of use. The PMTôs sensitivity must match the emission spectrum of the scintillator. Dark 

noise in a PMT can originate from leakage current on the PMT surface (under low voltage 

conditions), thermionic emission of electrons (at common operating voltages), and regenerative 

effects (at high voltages). Background radiation as well as prolonged exposure to ambient light 

while under bias can also contribute to dark current. It is desirable to minimize dark current. PMTs 

are favorable because of their high gain and low dark current. The photocathode window is 

generally made of borosilicate glass or fused silica. Radiation interacting with the glass enclosure 

of PMTs can produce ǖerenkov photons that can add to the signal produced from radiation 

interacting within the detector. 

Semiconductor Photodetectors 

Photodiodes are formed by a silicon p-n junction that creates a depletion region free of 

mobile charge carriers. Upon absorbing a photon, an electron-hole pair is generated in the silicon. 

If a reverse bias is applied to the photodiode, the electric field across the depletion region 

accelerates the holes towards the cathode and the electrons towards the anode, resulting in a net 

flow of current. If an adequately high electric field is generated in the depletion region, impact 

ionization occurs, i.e., the charge carriers can be accelerated to create secondary charge pairs. A 

single absorbed photon can lead to a continuous ionization cascade throughout the volume of the 

photodiode, causing the silicon to break down and become conductive, in a process called the 
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Geiger discharge. A large gain can be produced by operating a photodiode in the Geiger mode, 

and devices employing this method are known as Single Photon Avalanche Diodes (SPADs). To 

quench the current flow, a series resistor can be used to lower the reverse voltage in the diode to 

below its breakdown voltage, stopping the avalanche. Thereafter, the diode recharges to the bias 

voltage, and is once again available to detect more photons. This poses a problem: if more than 

one photon is absorbed in the diode at the same time, it will generate a signal as if only one photon 

produced it. 

To overcome this loss of information, a dense array of tiny, independent SPADs each with 

a series resistor (referred to as a microcell) are combined into a silicon photomultiplier (SiPM). 

The Geiger avalanche is confined to the particular microcell it was generated in; during this 

process, all other microcells operate independently and are fully charged to detect photons. Each 

microcell is optically and electrically isolated from one another, leading to a region of dead space 

surrounding each microcell. Larger microcells lead to a higher active area and gain. The charge 

generated from an event can be expressed by: 

 

 
(2.8) 

where Nfired is the number of ófiredô, or triggered microcells, and G is the gain as given by: 

 

 

(2.9) 

where C is the microcell capacitance, æV is the overvoltage. SiPMs are generally operated at a bias 

that is 10-25% above its breakdown voltage. The difference between the operational bias and the 

breakdown voltage is its overvoltage. 

Dark current in SiPMs can originate from overvoltage, temperature and active area. An 

added problem in SiPMs that can lead to noise is optical crosstalk between microcells, caused by 

accelerated charge carriers in high fields emitting photons that can trigger a secondary avalanche 

in a nearby microcell. Therefore, a single photon may generate signals equivalent to 2, 3 or more 

photons. 
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SiPMs have several advantage over PMTs: unlike bulky PMTs, SiPMs are small and 

compact. PMTs require high voltages of operation (~800V) while SiPMs require very low bias 

voltage (~30V). SiPMs can also achieve very high gains as compared to PMTs. SiPMs are capable 

of detection at the single photon level, which is typically not achieved using PMTs. SiPMs are also 

not affected by magnetic fields as are PMTs. Using an array of multiple SiPMs, however, can lead 

to excessive noise. 

2.2.4 Photon Optics 

Scintillation Light Reflector 

It is common practice to encapsulate the scintillator crystal in a reflector in order to increase 

the probability of scintillation photons to reach the light collector. Reflectors are broadly classified 

into two types: specular and diffuse (or Lambertian). A specular reflector reflects the incident ray 

at the same angle to the surface normal as the incident ray, but on the opposite side of the surface 

normal. A mirror is an example of a specular reflector. An ideal diffuse reflector is one whose 

luminance is isotropic, i.e., a ray striking the Lambertian surface will reflect in such a manner that 

its apparent brightness remains the same regardless his angle of view. The luminous intensity of a 

Lambertian reflector follows Lambertôs cosine law, given by: 

 

 
(2.10) 

where  is the intensity of the emitted light about an angle  between the incident ray and the 

direction of interest, and I0 is the intensity of the incident light. The choice of reflector type is 

dependent upon which one results in the least variance in light collection.  

Light Guides 

There are some cases in which regardless of whether the crystal is opaque or transparent, 

light guides like optical fibers connect the crystal to the light-collection device. This happens when 

the shape of the crystal is not well-suited to the light-collection device, or if the environment 

dictates that the light-collection device be at a different location than the crystal. Photodetectors 
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can suffer radiation damage, hence in high-radiation flux environments they might be required to 

be placed outside the radiation field, thus requiring a light guide to accept the photons from the 

crystal. Using external light guides obviously attenuates the beam intensity, and can also generate 

undesirable ǖerenkov radiation. 

Light Collection Efficiency  

The ratio of the number of photons accepted at the photocathode to the total number of 

photons emitted by the light source is the light collection efficiency (LCE) of the detection system. 

The LCE depends on the geometry of the crystal, the nature of the reflector, how well the crystal 

is coupled to the PMT, and on the optical transparency of the crystal. If a crystal is coupled to a 

PMT, and the charge collected at the anode (Q) is known, then the LCE can be calculated: 

 

 
(2.11) 

where m is the number of light photons produced in the crystal, n is the number of dynodes in the 

PMT, R is the dynode multiplication factor (Rn is the gain), and e is the electronic charge [17]. 

2.2.5 Pulse characteristics 

A radiation particle interacts in the scintillating material to excite electron-hole pairs, of 

which a fraction of electrons falls into luminescent centers. Thereafter, the electron decays to 

release a photon. Scintillation pulses can be characterized by two time components: the fast 

(prompt) and slow (delayed) decay component, as given by: 

 

 

(2.12) 

where N(t) is the time-dependent pulse, w1 and w2 are the proportional light yield contributions of 

the fast and slow components, respectively, and t1 and t2 are the fast and slow decay times, 

respectively. The subscripts r and f denote rise and fall times of the pulse. Generally, the rise times 

are extremely short (< few ns), hence equation (2.12) reduces to: 
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(2.13) 

Table 2-3. Rise and decay times of some inorganic scintillators [18]. 

Composition Decay times Rise times 

 t1f (ns) w1(%) t2f (ns) w2 (%) tr (ps) 

GAGG:Ce 317 9 89 91 497 

GAGG:Ce:Mg 188 34 60 66 72 

LuAG:Ce 1784 66 97 34 923 

LuAG:Ce:Mg 667 13 49 87 230 

YAG:Ce 445 51 97 49 1560 

YAG:Ce:Mg 134 33 51 67 137 

LuAG:Pr 924 50 22 50 254 

 

 

Figure 2-9. Output pulse response from a PMT [4]. 

In a PMT, there is a ótransit timeô between a delta-function light pulse striking the 

photocathode and the peak amplitude of the output current. The transit time includes the time for 

electrons to diffuse from the photocathode to the vacuum interface, to reach the first dynode, and 

to traverse the multiple dynodes. The órise timeô in a PMT is the time taken by the output pulse to 

increase from 10% maximum to 90% maximum. This includes the charge collection time 
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measured between the last dynode and the anode. Similarly, the ófall timeô in a PMT is the time 

taken by the trailing edge of the output pulse to fall from 90% maximum to 10% maximum. When 

working with relatively slow inorganic scintillators such as NaI:Tl, the time response of the PMT 

is negligible compared to the decay time of the scintillator. However, if the crystal has fast decay 

times, the PMT can cause gain distortions and nonlinear behavior. 

2.2.6 NIM Electronics and Spectroscopy 

A detector can produce a pulse from a radiation particle interacting in it. A need arose in 

the 1960ôs for modular electronic standardization because of the lack of connection between 

detector electronics and data-obtaining systems. The Nuclear Instrument Module (NIM) was 

developed to guide the design of instruments that measure radiation and are interchangeable 

physically and electrically for the study of nuclear physics and engineering. NIM helps connect 

the electronic modules (amplifiers, Single Channel Analyzers, etc.) to the frame of a NIM bin via 

connectors and cables. Table 2-4 contains a list of NIM equipment that was used in this project.  

Table 2-4. NIM equipment and their functions. 

Equipment Function 

High-Voltage Power 

Supply (HVPS) 

Provides a positive or negative voltage for operating the detector 

DC power supply Delivers a constant DC voltage to its load 

Preamplifier 

Provides an optimized coupling between the detector output and the 

counting system following the preamplifier, minimize noise, signal shaping, 

impedance matching to reduce attenuation of signal 

Amplifier Amplifies signal 

Oscilloscope Displays and records voltage pulses 

Counter/Timer Counts pulses, and sets time durations for counting pulses 

Multichannel Analyzer 

(MCA) 

Records and stores pulses according to their height, displays a histogram of 

pulse heights 
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Digitizer 
Receives analog information, and records it digitally; used to study timing 

characteristics of a pulse 

 

Pulse Height Spectrum 

Spectroscopy is the science of quantifying radionuclides by analyzing a histogram of 

energies produced by a detector. Each pulse emerging from a radiation interaction in the detector 

is binned according to its pulse height, forming the histogram. This pulse height spectrum (PHS) 

can vary in its features depending not only on the amount of energy deposited, but on the geometry 

of the detector, effect of multiple scattering, and various other factors. For example, a proton-recoil 

scintillator (containing only hydrogen and carbon) irradiated by monoenergetic neutrons should 

produce, ideally, a step-function pulse height spectrum. However, statistical fluctuations arising 

from fluctuations in the number of excited free electrons, fraction of charges that decay by 

fluorescence, and final number of photons reaching the light collecting device results in a Gaussian 

softening of the high energy edge of the step function. Carbon scattering and multiple proton 

scattering can also distort the spectrum. If the detector geometry has dimensions smaller than the 

range of protons in it, the entire energy of the proton may not deposit in the detector, once again 

altering the spectrum. At high neutron energies, threshold reactions such as 12C(n,Ŭ)9Be can occur, 

releasing energetic heavy ions that falsely add to the total neutron detection efficiency and further 

distorting the spectrum [4]. It is important to be aware of such effects in the analysis of the pulse 

height spectrum for the accurate inference of radionuclide identification. 

2.2.7 Pulse-Shape Discrimination 

If the detector is irradiated with more than one nuclide, or if threshold reactions within the 

detector cause false counts from secondary particles, the PHS can be contaminated with counts 

originating from different radionuclides. It is necessary to determine which count or pulse 

originated from which source in order to accurately measure the detection efficiency, or to identify 

the source of irradiation. 

Pulse Height Discrimination 
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The lower channels in a PHS are usually dominated by counts from background radiation 

and electronic noise from the detector. A Lower Level Discriminator (LLD) is usually set at the 

lower channels to reject any pulses below the LLD. This method of removing potential background 

noise from the PHS by using an LLD is called pulse height discrimination. The principle of this 

method is based on the premise that ñnoiseò only contributes to small pulses, therefore this method 

is a form of discrimination by pulse heights, or energy. Although setting an LLD helps eliminate 

background noise, it unwittingly also eliminates órealô events, i.e., radiation interactions of interest 

but which deposited only a small amount of energy comparable to background noise. 

Consequently, the efficiency is reduced. Furthermore, interactions from different particles or 

threshold reactions can lead to high energy deposition, thus rendering pulse height discrimination 

ineffective in discriminating between those events. 

Pulse Shape Discrimination 

 

Figure 2-10. Decay times of events from a fast neutron, thermal neutron and a gamma ray interacting in a 
6Li -loaded plastic scintillator [19]. 
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When events of similar energy, but different source of origin, need to be separated, the 

pulse shape is analyzed instead of the pulse height. The decay times of pulses produced in a 

scintillator from heavy ions and gamma rays are generally different, even if their pulse height is 

the same (Figure 2-10). Gamma-ray events have a prompt decay time, while neutrons generally 

have a delayed decay time in scintillators. 

Charge integration method is a common technique for pulse shape discrimination (PSD) 

analysis, due to the methodôs simplicity and the straightforward hardware required. The relative 

amounts of charge from the prompt and delayed fluorescence is used to determine a PSD ratio, 

which separates neutrons from gamma rays. For each event, the current pulse is integrated over 

two time intervals, and a PSD ratio is determined. The amount of scintillation light reaching the 

PMT is computed as charge under the current pulse, the total being proportional to the amount of 

energy deposited in the detector. The ratio takes advantage of the larger amount of delayed light 

emission (slow component) from a recoil proton than that of the recoil electron. The difference in 

values of the PSD ratio, given by equation (2.14), separates the neutron and gamma-ray events, 

 

 

(2.14) 

where QShort Gate is the charge integrated during the short gate time period, generally representing 

the fast component of the light output, and QLong Gate is the charge integrated during the long gate 

time period (Figure 2-10), representing the total scintillation light output.  

Performance Metric 

Fast neutron detectors are often required in situations where a significant background of 

gamma radiation exists. The ability of the detector-PSD system to clearly separate the particles 

determines its usefulness in that situation. To provide a quantitative determinant of the detection 

systemôs capacity to separate particles, as well as to compare different types of detectors to assess 

their applicability, a standard Figure-of-Merit (FoM) is calculated. The FoM is also used to 

optimize the values for short and long gates to select the most appropriate combination. The FoM 

is a post-process calculation, 
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(2.15) 

where S is the distance between the centroids of the gamma-ray and neutron peaks, and ŭ is the 

full -width-at-half-maximum (FWHM) of the gamma-ray and neutron peaks.  

The statistics used to model the charge integration method are based on the Poisson 

distribution, which can be conveniently reduced to a Gaussian distribution. For a Gaussian 

distribution, the FWHM is: 

 

 
(2.16) 

where ů is the standard deviation. From equation (2.15), the higher the FoM, better the 

discrimination between different particles. To set a benchmark for acceptable PSD, a reasonable 

definition for well-separated distribution dictates that the FoM should be above 1.27 [20]. 

Other methods of PSD include (1) the pulse gradient analysis; which compares the peak 

amplitude and sample amplitude at a later time, (2) the zero-crossing method; which uses time 

between the start of the pulse and the zero-crossing point in the filtered bipolar signal, and (3) the 

discrete wavelet transform, utilizing frequency domain features of the pulse. The charge 

integration technique is most commonly used due to its simplicity and highly accurate 

discrimination between neutrons and gamma-rays at high energies. 

2.2.8 Mathematical Tools for Detector Characterization 

To characterize a detector, one would need quantifiable values to assess its performance. 

As discussed earlier, a counter/timer records the number of events recorded by a detector within a 

specified time frame. 

 

 

(2.17) 
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(2.18) 

 

 
(2.19) 

where G = number of counts recorded by the counter in time t with the source and detector present, 

and B = number of counts recorded by the counter in time t without the source, including counts 

from background radiation as well as electronic noise.  

It is imperative to calculate the errors in count rates to determine if the data reported can 

be certified trustworthy. Given the same amount of measurement time for G and B, the net count 

rate error is given by: 

 

 

(2.20) 

The detection efficiency is used to assess the ability of the detector to detect a certain type 

of radiation. There are two categories of detection efficiency that can be determined, i.e., the 

absolute and intrinsic efficiency. The absolute efficiency is defined by: 

 

 

(2.21) 

where  is absolute efficiency, N is the number of neutron counts recorded by the detector, and 

Ns is the number of neutrons emitted by the source.  

However,  depends on the geometry and orientation of the detector and source, and 

would thus be diffi cult to compare efficiencies of detectors with different geometries and different 

orientations to the source. The geometry of the source and the detector affects measurements 

because the medium between the source and the detector may scatter and absorb particles, and, 
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more significantly, the shape of the detector and the distance between them would determine what 

fraction of the particles would be able to enter the detector. Therefore, a second quantity, intrinsic 

efficiency, is defined as: 

 

 

(2.22) 

where  is the intrinsic efficiency, N is the same as used in calculating absolute efficiency, and ND 

is the number of neutrons incident on the detector.  

 

The use of works to reduce the dependence of geometry and orientation by defining ND 

as: 

 

 
(2.23) 

where  is the solid angle subtended by the detector to the source of radiation, defined by: 

 

 

(2.24) 

 

 

(2.25) 

Thus, the intrinsic efficiency provides a uniform basis of comparison of different detector 

performances. 
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2.3 Applications 

The need to detect fast neutrons can arise in various fields such as reactor instrumentation, 

space physics, fundamental particle searches, material science, special nuclear material searches 

and active interrogation techniques, to name a few. The material selection, type of detector 

required depends heavily on the application. Discussed below are few applications where fast 

neutron detectors play a key role. 

2.3.1 Fuel Motion Imaging 

Idaho National Laboratory recently restarted the Transient REActor Test (TREAT) facility 

for the development of safer and more efficient reactor fuels. To help regulators determine fuel-

failure thresholds, effects of high-power excursions, criticality accidents (Chernobyl) and 

consequences of loss-of-coolant accidents (Fukushima Daichii) [21], the TREAT instrumentation 

provides stress-testing of nuclear fuels during which quick, high-energy neutron pulses are 

generated that induce fuel motion to simulate mild to severe accident conditions [1]. The behavior 

of the fuel with cladding and reactor core when abnormally stressed is of interest to developers of 

accident-tolerant fuels. 

Measurement of fuel displacement during a transient can be conducted using standard 

instrumentation such as monitors for pressure, temperature, and coolant flow. Transparent coolants 

(gas and water) also allowed for optically photographing test capsules through a window [22]. 

However, with the advent of the liquid metal fast breeder reactor, test capsules became opaque. 

Thus, the opacity of the test capsule, and the limitations of the standard instrumentation led to the 

choice of using a fission particle detection system.  
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Figure 2-11. (a) Schematic arrangement of the hodoscope and test assembly at TREAT, (b) cross-section 

of test container showing ñviewing slotsò of the hodoscope, reproduced with permission from OSTI [22]. 

Fuel Displacement Imaging 

The reactor neutrons induce fission in the fuel, producing fission neutrons, gamma rays in 

the test fuel, and other forms of lesser penetrating radiation, such as alpha and beta particles. Only 

penetrating radiation, such as gamma rays and neutrons, is detectable given the extensive quantity 

of material surrounding the test fuel. However, the gamma-ray emission times are longer than the 

transients, hence they would not provide useful information about fuel motion during the transient. 

Furthermore, gamma-rays also constitute a significant portion of the background from capture 

radiation in the test assembly, overwhelming the response from the fuel. Therefore, the detection 

of fast neutrons become the preferred method of imaging the fuel displacement during a transient. 

The presence of a collimator aids in line-of-sight viewing of the test fuel pins, the ñpixelò of an 

image being dependent on the collimator aperture, which is 0.25 mm × 8 mm at TREAT [2]. The 

reactor fuel used is 235U, and each thermal fission produces about 2.4 neutrons. 70% of these 

neutrons are above 1 MeV. Although it is desirable to select fission neutrons directed from a 

segment of fissile material, any fast neutron above 0.1 MeV is indistinguishable from a fission 

neutron. Fast neutrons from the core can scatter, and if their residual energy is over the threshold, 

they can be detected, adding to a background of noise. The high-density collimation material is 

effective at reducing these background radiations before reaching the hodoscope. 

 The TREAT Hodoscope 
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Figure 2-12. Array of fast neutron detectors (left) produce count rate intensity maps of fuel displacement 

at various transient times, reproduced with permission from OSTI [23].  

The TREAT hodoscope was built to evaluates core changes from stress-testing transient 

experiments by detecting movement of fuel. The hodoscope has an inner concrete collimator and 

an outer steel collimator, followed by thick lead shielding, finally leading to an array of fast-

neutron detectors. There are 334 slots formed from 10 columns and 36 rows (Figure 2-12). The 

slots were previously equipped with fast-neutron detectors called the Hornyak buttons, each 

connected to their individual photomultiplier tube to provide information on real-time variations 

and spatial resolution of fuel motion during transient experiments [2]. Upon restarting TREAT in 

2017, about 100 of the Hornyak buttons were deemed functional, and therefore, there was a 

mounting effort in refurbishing the existing ones or to search for alternatives that alleviated some 

of the problems faced by the Hornyak buttons. 

A variety of fuel motion phenomena have been observed by the TREAT hodoscope, 

including pin bending, axial and radial expansion, pre-failure motion within cladding, internal fuel 

motion within annular fuel, fuel breach into coolant channels, sweepout by coolant, eructation, 

slumping, blockages, breach of flow tube, and compaction. Detectors in the hodoscope array 

respond to changes in fission density. The data from the detectors, generally in the form of 

normalized count rates, may be displayed in such a way as to provide a quantitative view of the 

course of fuel motion. Shown in Figure 2-13 is a hodograph that relates count rates to fuel density. 
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Figure 2-13. Hodographs from [22] showing two-dimensional shaking corresponding to a helical spiral in 

three dimensions. On the left is a plot of count rate as a function of time during the transient, indicating 

melting of cladding. On the left is an intensity-modulated hodograph showing fuel pin undergoing 

bending. Reproduced with permission from OSTI [22]. 

Interestingly, TREAT is not the only facility utilizing a hodoscope. Scintillating 

hodoscopes were used by archaeologists and scientists at the Pyramids of Giza to view their 

internal structures and tombs without breaking down the outer structure or using other invasive 

methods [24].  

2.3.2 Illicit Materials Search Techniques 

Active interrogation entails irradiating an object of concern with neutrons or photons and 

measuring secondary radiation resulting from their nuclear reaction to gain information about the 

contents of the object. The óobjectô in question can be Special Nuclear Materials (SNM), or non-

nuclear materials such as hazardous chemicals and explosives. Active interrogation is presently a 

highly active area for research, and in a fashion similar to the requirements for fuel motion 

imaging, requires neutron events to be separated from gamma-ray events, in order to be able to 

identify secondary nuclear reactions, and therefore, the object content accurately. Due to the nature 

of the process, active interrogation creates a mixed radiation environment that contains elevated 

background radiation that masks the desired radionuclide signature. A commonly-used technique 

is to use a source of high-energy gamma rays to induce photofission in the object, leading to 

neutron emission [25]. Fast scintillators capable of distinguishing between neutrons and gamma-

rays, most commonly by using PSD, are usually employed in active interrogation.  
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Figure 2-14. Schematic of an active interrogation system, reproduced with permission from Nature 

Publications. 

2.4 Previous Work With  Scintillators  

The following sections contain information regarding the scintillators that were 

historically used at TREAT and the techniques commonly used in scintillators for particle 

discrimination. 

2.4.1 The Hornyak Button 

 

Figure 2-15. The Hornyak button as used in TREAT, connected to a PMT (left), Hornyak button design 

(right). 
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The original Hornyak button was introduced in 1952 [71]. Because of its functionality, a 

type of Hornyak button was identified for use at the TREAT facility with the goal of detecting fast 

neutrons in a strong gamma-ray background environment. The TREAT Hornyak button design 

(Figure 2-16) has a scintillation volume containing a mixture of 5% by weight [26] silver-activated 

zinc sulfide (ZnS:Ag) and polymethyl methacrylate (PMMA) sandwiched between two semi-

circular PMMA light guides. One face of the Hornyak button is coated with reflective material 

while the other face is coupled to a photomultiplier tube (PMT). The total scintillation volume in 

a 25.4 mm-long Hornyak button is 16.7 mm3. A pulse can be generated if a fast neutron elastically 

scatters within the scintillation volume that produces an energetic recoil proton. If the proton then 

excites scintillation molecules, the released scintillation photons may reach the photocathode 

window of an adjacent PMT, which may also cause the ejection of a photoelectron into the vacuum 

envelope.  

Challenges with the Hornyak Button 

The Hornyak buttons have intrinsic detection efficiencies of 0.4% for neutrons with 

energies above 0.1 MeV; however, several complications plague the authenticity of the neutron 

counts registered. For example, background gamma radiation and high-energy gamma rays 

generated in the collimator steel from neutron capture reactions can interact with a Hornyak button 

and deposit a distribution of energies, based on the type of gamma-ray interaction, leading to pulses 

that can be misclassified as neutron counts. In fact, the gamma-ray interactions in the light guides 

can generate more ǖerenkov photons than scintillation photons. Although pulse shape 

discrimination can be used to distinguish between neutron- and gamma-ray events, this introduces 

additional electronics that can complicate the detection system. Even with PSD, the electrons 

generated from the interactions can generate ǖerenkov radiation in the light guides and the PMT 

photocathode glass, which not only contributes significantly to undesirable background, but also 

leads to non-linear detector response at higher power levels (refurbished Hornyak buttons were 

still suffering from this drawback [27]). In fact, the Hornyak button + PMT system has shown to 

cause gain shift and space charge effects in the PMT, which also results in non-linear detector 

response. Inaccurate count rates at transients would eventually lead to incorrect mapping of fuel 

displacement. The fast-neutron detection efficiency of the Hornyak buttons have also been limited 
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by the ñdeadò scintillation volume in the center slab, as ZnS + PMMA homogeneous mixtures 

cause complete light-self absorption at 180 mil. 

Beyond 25 mg/cm2, silver-activated zinc sulfide (ZnS:Ag) absorbs its own light, leading 

to further loss of events occurring within the scintillation volume. Decay time-based pulse-shaping 

discrimination techniques, and filters had been developed to overcome light loss, ǖerenkov 

background, gamma-ray background [28] and non-linearity [2], but they complicated the detection 

system. 

 

Figure 2-16. Non-linear detector response at high power levels [2]. 

2.4.2 Neutron/Gamma-Ray Separation 
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Figure 2-17. PSD Ratio plots of 252Cf irradiation of (a) EJ-301 [29], (b) CLYC [30], and (c) PVT [31], 

reproduced with permission from Elsevier and Springer [29], [30], [31]. 

Plastic, liquid and inorganic scintillators have been well characterized in terms of 

neutron/gamma-ray separation using PSD. EJ-301, a liquid scintillator, has shown an FoM of 2.4 

in separating neutrons and gamma rays (Figure 2-17(a)) [29]. The inorganic scintillator 

Cs2LiYCl 6:Ce3+(CLYC) has shown a FoM of 2.6 with a separation of fast neutrons, thermal 

neutrons, and gamma-rays (Figure 2-17(b)) [30]. The plastic scintillator polyvinyltoluene (PVT) 

has shown a maximum FoM of 1.77 (Figure 2-17(c)) [31]. At very high gamma-ray flux 

background, the charge integration technique has shown to become inefficient due to pulse-pile up 

overwhelming the digitizer (Figure 2-18). 
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Figure 2-18. Degradation in neutron/gamma-ray separation from a 252Cf source with increasing gamma-

ray flux backgrounds [3], reproduced with permission from OSTI [3]. 

Keeping in mind the shortcomings of the current needs in reactor safety and active 

interrogation, and the potential of various scintillator materials and detection techniques, efforts 

were undertaken to provide technological solutions by best utilizing material properties and 

detection techniques mentioned in this chapter. 
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Chapter 3 - Design of the MLFD 

The MLFD was designed with the aim of increasing neutron detection efficiency, reducing 

gamma-ray sensitivity and ǖerenkov radiation, and selecting material and geometry to best reflect 

these aims. Other designs that were considered while optimizing the features of the MLFD have 

also been discussed in this chapter. Finally, the well-established procedure to fabricate the MLFD 

has been discussed in detail. 

3.1 Designing the MLFD 

Both inorganic and organic scintillators are used for fast neutron detectors. Inorganic 

scintillators can be located adjacent to a recoil medium, such as a hydrogenous material, and 

fluoresces from the interactions of recoil ions entering the scintillator. Organic scintillators are 

usually deployed as a combined recoil-fluorescence detector, in which proton (or carbon) recoils 

from fast neutrons in the organic compound subsequently fluoresce the scintillator. Presently, 

organic scintillators are generally used over inorganic scintillators for fast neutron detection. 

Although pulse height discrimination can be used to distinguish between fast neutron and gamma-

ray events, the distinction can be greatly enhanced by using organic scintillators designed for pulse 

shape analysis. However, in applications which have intense gamma-ray fields, the discrimination 

becomes less effective for organic scintillators due to neutron signal corruption at higher gamma-

ray fluxes [3], thus limiting measurement of the neutron spectra. Additionally, inorganic 

scintillators generally have higher light yield than organic scintillators. The MLFD was designed 

combining the positive traits of organic compounds for neutron conversion and inorganic 

scintillators for scintillation. 

3.1.1 Material Selection, Geometry and Orientation 

The neutron-converter material is typically selected based on its hydrogen concentration 

and radiation-hardness. Paraffin, PMMA, and cellulose acetate have high hydrogen/carbon ratios 

(2, 1.3, and 1.1 respectively). However, PMMA has greater optical transparency than paraffin, is 

radiation-hard unlike cellulose acetate [33], and exhibits the least autofluorescence among all 

plastics [34], making it the most desirable candidate. Hydrogen and carbon are both poor absorbers 
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of gamma rays. According to Astra Products, the supplier of the ClarexTM PMMA disks used in 

the MLFD, the PMMA exhibits lower autofluorescence compared to standard PMMA due to the 

pure monomer used as the base ingredient. Low autofluorescence is a desirable property for 

scintillation systems, as it makes data more reliable in terms of the origin of the scintillation light. 

As was described in section 2.2.2, a scintillator is chosen based on a high light yield, optical 

transparency, and suitable emission wavelength to match that of the photodetector. Furthermore, 

special properties may be desired based on the specific application. In addition to the previously-

discussed properties, the background at TREAT required the detector to be insensitive to gamma 

raysðan important determining factor for the type of scintillator considered.  

The Case for Zinc Sulfide (ZnS) 

ZnS is a polycrystalline scintillation material with a wide band gap (approximately 3.91 

eV for hexagonal and 3.54 eV for cubic form). ZnS can be activated with copper, silver, 

manganese, etc. Manganese decreases luminous intensity for ZnS at 450 nm, but increases it at 

600 nm, which is not a wavelength that is well-matched with PMTs. Copper produces a plateau 

wavelength up to about 550 nm, which is also not well-suited to PMTs [35]. Nickel causes 

luminescence quenching by acting as electron trapping centers resulting in non-radiative 

recombination [36]. Activating ZnS with Ag enhances luminescence at 450 nm, which increases 

with dopant concentration up to 2% by weight of Ag nanoparticles [37].  

ZnS:Ag also introduces additional neutron-induced proton flux by a threshold (n, p) 

reaction with 32S (approximately 32% of the counting rate observed from a ZnSïLucite mixture 

[32]), thereby further increasing fast neutron detection rate. In fact, this reaction predominates 

when the discriminator bias is set beyond 2 MeV [2]. However, polycrystalline ZnS:Ag is opaque 

to its own luminescence for thicknesses greater than 25 mg/cm2 [38] due to internal reflections and 

light absorption, thereby making it difficult to develop a detector from a large single crystal of 

ZnS:Ag.  

To circumvent this limitation, the ZnS:Ag can be oriented in optically-independent 

alternating sections. The sections can be separated by slices of PMMA, acting as both a neutron 

converter as well as light guide. An alternating layered design would facilitate the inclusion of a 
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larger total amount of scintillating material while simultaneously reducing the probability of light 

self-absorption by limiting the individual layer thickness. In the past, layered devices have been 

investigated to achieve a higher gamma-ray discrimination ratio and increase the interaction rate 

of neutrons [39], but their efficiency has been limited mostly due to the opacity of the scintillation 

layers [40]. By fabricating microscale layers of ZnS:Ag, the design can overcome the shortcomings 

of this promising scintillator.  

Lastly, specific to the requirements at TREAT, a critical reason for considering ZnS:Ag is 

based on the large difference in the specific energy loss (dE/dx) of protons (or other heavy ions) 

and electrons in the scintillator material. If the particle size is chosen to be comparable to the range 

of the protons (35 µm for a 2 MeV proton) but much less than that of the recoil electrons (1.46 cm 

for a 2 MeV electron), the scintillation pulses due to the former will be larger than the electron 

scintillation pulses, thereby reducing the detector response for gamma-rays. Thus, ZnS:Ag has a 

relatively high light yield for heavy, charged particles (50,000 photons/MeV) but a low conversion 

efficiency for fast electrons [41], thereby allowing for discrimination of heavily-ionizing particles 

in an intense gamma-ray background. ZnS:Ag grains of 25 µm average diameter (Figure 3-1) were 

used to provide inherent insensitivity to gamma rays. 

 

Figure 3-1. SEM image of ZnS:Ag grains as obtained from Eljen. 
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ǖerenkov Removal 

Various techniques have been employed to reduce ǖerenkov radiation by filtering or 

subtracting the noise from the scintillation signal, or by reducing its generation, but these 

techniques lead to increased complexity in the detection system [42]. The most efficient optical 

filtering reported removes 82% of the ǖerenkov signal, but resulted in losing 56% of the 

scintillation light as well [43]. Unlike the Hornyak button, the layered design would require no 

extraneous light guides; hence removing that contribution to ǖerenkov generation. Orienting the 

light collection device on the side face of the detector (Figure 3-2) instead of collecting light from 

the end (as in the case of the Hornyak button) can also greatly reduce ǖerenkov contamination. 

\Because ǖerenkov radiation is still generated in the PMMA layers, which propagates in the 

direction of the interacting charged particle, a portion of forward-propagating ǖerenkov photons 

is rendered undetectable by the light-detector. The minimal ǖerenkov background that may be 

generated in the PMMA layers can be removed by simple pulse-height discrimination. Additional 

methods of ǖerenkov removal are not required. The detection mechanism in an MLFD is 

illustrated in Figure 3-4. 

 

Figure 3-2. Design and orientation of the MLFD. 

A two-part homogeneous epoxy (C21H25ClO5) was used to bind the layers together. It had 

an optical transparency of 97% at 450 nm. The presence of the epoxy in the ZnS:Ag layer reduces 

the advantage of forward-propagating protons in the ZnS:Ag layer and therefore lowers their 
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probability of interaction. The homogeneous mixture of epoxy and ZnS:Ag consequently also 

causes lower interaction of forward-propagating ǖerenkov and gamma rays, a desirable quality. 

Finally, it is beneficial to enclose scintillators in Lambertian reflectors to reduce variance 

in light collection. Teflon tape and Mg(OH)2 paint are commonly used Lambertian reflectors. 

Various ratios of Mg(OH)2 with resin, and Teflon tape were compared for their reflectance using 

a UV-Vis spectrometer. All samples had the same thickness of 0.5 mm. The Teflon tape was 

observed to exhibit the highest reflectance at 450 nm (Figure 3-3). BaSO4 was used as the reference 

to compare the sample reflectors. 

 

Figure 3-3. Reflectance of Lambertian reflectors. 

Thus, the concept of the ñMicro-Layered Fast Neutron Detectorò, or MLFD, was 

conceived, and it became imperative to optimize the geometry and dimensions for detector 

performance. 
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Angular distribution of ǖerenkov photons 

 

Figure 3-4. Mechanism of detection in MLFD. 

At TREAT, the direction of neutrons and gamma rays are knownða collimated beam 

perpendicular to the 8 × 3 mm face of the MLFD (see Figure 3-4). If the energy of a gamma ray 

(Eɔ) is greater than 320 keV, as determined by equation (2.4) for PMMA (refractive index n = 

1.49), and the gamma photon undergoes Compton scattering, then at certain angles of the recoil 

electron emission ǖerenkov emission can take place.  

To detect the scintillation photons emitted by the scintillator, a photosensor such as a PMT 

or SiPM is coupled to the scintillator. The best photodetector orientation can be determined by 

optimizing the collection of two processes: the isotropic scintillation and anisotropic Cerenkov 

radiation. To determine the direction of Cerenkov propagation, the Klein-Nishina cross-section 

gives the angular distribution probability of Compton scattered photons and their corresponding 

recoil electrons. If the recoil electron has velocity greater than the speed of light in PMMA, the 

probability distribution of the Cerenkov cone angles can be derived. 

 



45 

 

Figure 3-5. Compton scattering of gamma-ray photons above threshold energies (for ǖerenkov radiation) 

and eventually generating ǖerenkov radiation. 

In a Compton scattering event, the recoil electron scattering angle (Ø1) and the scattered 

photon angle (Ø2), as shown in Figure 3-5, are related as: 

 

 

(3.1) 

where mc2 is the rest mass energy of an electron.  

The differential scattering cross section per electron for incoherent scattering was given by 

Klein and Nishina as [4]: 

 

 

(3.2) 

where re is the classical electron radius with a value of 2.8179 × 10-13 cm, dɋs is the total 

differential solid angle. Eô/Ey is given by: 



46 

 

 

(3.3) 

The solid angle changes with angle as: 

 

 

(3.4) 

The angular distribution probability of photon scattering is obtained by multiplying equations (3.2) 

and (3.4): 

 

 

(3.5) 

To obtain the probability of angular distribution of the recoil electrons, equation (3.1) was 

substituted for sin Ø2 in equation (3.5) by using trigonometric identities, given by equation (3.8): 

 

 

(3.6) 

 

 

(3.7) 

 

 

(3.8) 
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The ǖerenkov cone angle will therefore also have the same probability of distribution as 

equation (3.8), with the angular distribution obtained from the recoil electron velocity, which in 

turn is dependent on the energy of the original photon and scattered photon angles. The ǖerenkov 

cone angle: 

 

 

(3.9) 

where n is the index of refraction, and ɓ is the speed of the recoil electron divided by the speed of 

light.  

 

Figure 3-6. Angular distribution probabilities for scattered photons, recoil electrons, and ǖerenkov 

emission. 

Photodetector orientation 

In Figure 3-6, the ǖerenkov emission angle distribution for the 80 keV is absent because a 

minimum recoil electron energy of 178 keV is required to generate ǖerenkov radiation. For the 

250 keV gamma ray, the probability of ǖerenkov angular distribution is negligibly low. Therefore, 

Scattered photon 

 
Recoil electron 

 
ǖerenkov cone angle 
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lower energy gamma rays do not contribute to appreciable ǖerenkov emission. The ǖerenkov 

radiation from higher energy gamma rays was found to be forward-propagational. 

The orientation of the photodetector can be selected by determining the dominant direction 

of the ǖerenkov propagation angles. The photodetector can be attached either to the end or to the 

side of the MLFD. To quantify the effect of photodetector orientation, first, a solid slab of PMMA 

and ZnS mixture was modeled with the photodetector coupled to the side or end, with respect to 

the direction of n/g beam (Figure 3-7). A solid slab was modeled instead of the layered design to 

study the effect of photodetector orientation on ǖerenkov photon collection without the additional 

effect that the layers would have. This would make the comparison between the end and side 

orientations non-uniform because the layered configuration is ñanisotropicòðit is geometrically 

different from a side or end-view. Using the probability distribution of ǖerenkov cone angles, for 

a 662 keV gamma ray, the side orientation exhibited 6% ǖerenkov photon collection while the end 

orientation exhibited 8%. Comparatively, the side orientation had 36% collection of scintillation 

photons while end orientation had 23%. This proves that the side orientation is beneficial in 

reducing forward-propagating ǖerenkov but enhances scintillation photon collection which is 

isotropic. Finally, the layered MLFD was shown to have a scintillation photon collection of 60% 

and 6.6% for ǖerenkov photons. The percentage values have been normalized to the total number 

of ǖerenkov photons generated in the volume, which for both orientations were modeled for 662 

keV gamma rays. 

Although the solid slab model has been used to determine the best photodetector orientation 

for the MLFD for reasons mentioned in the previous paragraph, the Hornyak Button center slab is 

akin to this solid slab model. However, the Hornyak Button half-moons would contribute to 

ǖerenkov photon generation as well, which would lead to higher total ǖerenkov photon collection. 
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Figure 3-7. Photodetector orientation effect on the ǖerenkov and scintillation photon collection for a 662 

keV gamma ray. 

A few reasonable assumptions are made in these calculations; firstly, the gamma rays strike 

perpendicular to the face of the MLFD, and secondly, the attenuation of the ǖerenkov radiation in 

the MLFD is neglected. The ǖerenkov photons refract through the layers following Snellôs law. 

Total internal reflection sets in at 39.34º in traversing from the ZnS layer to the PMMA layer, so 

at angles greater than that, only events at the edges of the MLFD might lead to the ǖerenkov 

photons either escaping the scintillators or collected at the photodetector. If the total ǖerenkov 

angle is greater than 39.34Ü, it would get ñtrappedò and absorbed in the ZnS layer, but if the event 

occurred near the edges of the MLFD, the ǖerenkov photons can either escape the MLFD or reach 

the photodetector. Recoil electrons have higher probability of a narrow scatter angle, especially 

for higher-energy gamma rays (Figure 3-6). The ǖerenkov photons are emitted in the shape of a 

three-dimensional cone, and propagate in the forward direction with higher probability. Therefore, 

the MLFD benefits from placing the photodetector on the side, with only lower probability of 

ǖerenkov photons reaching the photodetector. 

ǖerenkov Light Yield 

For Compton photon scattering angles greater than 90º, the majority of the original photon 

energy is lost to the Compton recoil electrons. Also, for increasing gamma-ray energies, the 
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Compton photon scattering angles are increasingly forward-directional (Figure 3-6). Hence, 

increasing gamma-ray energies impart lower energies to the Compton-scattered recoil electron. To 

compare the total ǖerenkov light yield, as well as the subsequent number of ǖerenkov photons 

collected in the Hornyak button (end-oriented) and MLFD (side-oriented), the Frank-Tamm 

equation is used, which determines the number of emitted ǖerenkov photons per unit track for a 

given wavelength range: 

 

 

(3.10) 

where N is the number of emitted photons, x is the track length, is the wavelength interval, and a 

and z are parameters specific to the material being used. Assuming the material to be PMMA, and 

the wavelength interval to be between 400 nm and 600 nm (determined by the sensitive interval 

of the PMT), the equation reduces to: 

 

 
(3.11) 

where x is the length traversed by the particle, expressed in mm.  

Electron energy loss over the range of interest is less than 1% for the length of the detectors 

in question, hence electron energy loss, and associated changes in ǖerenkov radiation, have been 

neglected in the model. The dimensions of the detectors are much smaller than the total pathlength 

of the energetic electrons of interest, therefore it was assumed that the average path of the electron 

was straight. The volumes of the Hornyak button scintillation region and the MLFD were 

normalized to allow for appropriate comparisons between the two detectors, therefore the Hornyak 

Button was of length 12.7 mm while the MLFD was 23.5 mm. In addition, two homogenized 

variants were also modeled. A homogenized variant includes randomly-distributed ZnS grains in 

a solid volume of PMMA. One variant had the same ZnS volume percentage as the Hornyak Button 

(1.5%), while the other was the same as the MLFD (6%). The homogenized variant is similar to 

the scintillation volume of the Hornyak Button, except it does not have any PMMA light guides, 
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and the light is collected from the sides. Gamma-rays of energy following the 252Cf spectrum were 

used to irradiate the two detector models such that the 15.9 x 2.8 mm face of the Hornyak button 

and the 8 x 3 mm face of the MLFD were subjected to the gamma radiation, perpendicularly on 

the face. A cutoff of 178 keV was applied for the recoil electrons, to be eligible to emit Cerenkov 

radiation in PMMA (eq. 2.3). The recoil electrons are mostly born in the scintillation volume in 

the Hornyak button, but they can also result from gamma-ray scattering in the PMMA half-moons, 

which have been accounted for in the model. MCNP was used to model the detector geometry and 

gamma-ray scattering, while PTRAC was used to determine the energy and x, y, z coordinates of 

the gamma-ray scattering interactions. Only Compton scattering interactions were considered. The 

Klein-Nishina cross sections (Fig 3.6) are already included in MCNP, used to obtain the angular 

distribution of the Compton-scattered recoil electrons, from which the Cerenkov photons can be 

tracked. A MATLAB code extracts the coordinates and electron velocity to generate the Cerenkov 

photons, according to the Frank-Tamm equation (eq. 3.11). The photon can be absorbed in the 

medium, or re-emitted at a Lambertian surface, or terminated at the collecting surface. The photon 

track length determines the total number of Cerenkov photons generated, and the optical processes, 

i.e., optical scattering, internal reflections and remission at Lambertian surfaces, determine the 

total Cerenkov photons collected at the photodetector surface. 

 

Figure 3.8. The number of Cerenkov photons generated as a function of recoil electron energy for the four 

different models.  
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The number of Cerenkov photons generated depends on the recoil electron energy and therefore 

the Cerenkov cone angle, and also on the distance traveled by the electron in the medium (Figure 

3.8). The number of recoil electrons produced due to the gamma-ray scattering interactions that 

are eligible to produce Cerenkov radiation in the HB and the MLFD are in the ratio 1.84:1. The 

HB has a larger total volume of PMMA than any of the other three models and therefore has a 

greater number of Cerenkov photons produced. The Homogenized variant containing 1.5% ZnS 

produces slightly greater number of Cerenkov photons than the MLFD due to the greater amount 

of PMMA present. In Figure 3.9, an infinite medium of PMMA and ZnS are considered separately, 

and the Cerenkov photons produced in each are considered. PMMA results in greater number of 

photons produced than ZnS for the same electron energy. The greater number of Cerenkov photons 

in the PMMA explains why the homogenized variant with the greater volume of PMMA has higher 

Cerenkov photons generated in it than the homogenized variant with the lesser volume of PMMA. 

The homogenized variant with 6% ZnS and the MLFD have almost identical number of Cerenkov 

photons generated due to the same volume of each material. 

 

Figure 3.9. The number of Cerenkov photons produced in PMMA and ZnS as a function of electron 

energy. 

Not all Cerenkov photons generated are collected, due to the various optical processes involved in 

collection. The number of Cerenkov photons collected by the light guide depends on the 
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arrangement and grain placement of the different materials in the detectors. The number of 

Cerenkov photons collected in the case of the HB is much greater, once again due to the greater 

total volume of the transparent PMMA. The trends of the four models are the same as Figure 3.8, 

except the homogenized variant 6% collected slightly lesser number of photons than the MLFD 

for the same original gamma energy. 

 

Figure 3.10. Number of ǖerenkov photons collected by the photodetector as a function of original 

gamma-ray energy. The black circles represent the HB while the red pentagrams are the MLFD. 

The total number of photons collected depends a multitude of factors: the recoil electron 

energy and therefore gamma-ray energy, optical attenuation and reflection, and detector geometry. 

Gamma-rays with different original energies can result in an equal number of photons being 

collected. Conversely, gamma-rays with equal energies can deposit different amounts of Cerenkov 

photons, due to the two-step process: gamma-ray scattering dictated by Klein-Nishina cross-

sections, and Cerenkov generation dictated by Frank-Tamm relations. Unlike scintillation process, 

the number of Cerenkov photons collected is particle-direction dependent, thus the variation in 

Cerenkov photons collected with original gamma-ray energy is an amalgamation of the separate 

processes described above. Overall, the side-oriented MLFD collects lesser Cerenkov photons than 
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the end-oriented HB, due to lesser PMMA volume, greater amount of ZnS, and the photodetector 

orientation. 

3.1.2 Summary of Geant4 Modeling of the MLFD 

Detector geometries, sources and orientation have previously been modeled in Geant4 

version 10.2 with patch 02 [44]. The TREAT environment was replicated in the model to retain an 

accurate description of the neutron and background fluxes. Since gamma rays originate from 

multiple sources, 5 prompt fission gamma rays per fission neutron, and 9 neutron-activated gamma 

rays from capture per fission neutron were modeled. The neutron energies followed a 235U thermal 

fission spectrum, and was considered monodirectional due to the collimator they emerge from. 

 

Figure 3-11. Geant4 model of the layered design, reproduced with permission from Elsevier [26]. 

The layered design was modelled as having a rectangular cross-section of 3 mm × 8 mm, 

keeping in mind the collimator width and length at TREAT. The PMMA and ZnS:Ag layer 

thicknesses were varied for optimization, as was the total number of layers. The light was collected 

from the sides, as shown in Figure 3-11. A 2.54-cm long Hornyak button was also simulated for 

comparison and validation of the model. 

The thicknesses of the PMMA and the ZnS(Ag) layers were important to consider in 

achieving the optimum performance of the detector. While a thick PMMA layer would increase 

chances of proton generation and light collection, a large percentage of the recoil protons would 
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get absorbed in thick layers. According to SRIM (Figure 3-12), the projected range of a 2-MeV 

proton in PMMA is about 65 m. A parametric study was performed to find the optimal thicknesses 

of the PMMA and ZnS(Ag) layers for a 5-cm long layered device. The simulations showed that 

optimum thicknesses are 0.18 mm for the PMMA layer, and 12 ɛm for the ZnS:Ag layer [26].  

 

Figure 3-12. SRIM simulation of the Bragg curve for 2 MeV protons in PMMA. 

A optical photon spectrum was generated from irradiating a Hornyak button and a 5 cm-

long MLFD with neutrons having energies following the 235U Watt fission spectra (as well as 

fission gamma rays), as shown in Figure 3-13. In the MLFD, ǖerenkov events was shown to be 

minimal and can be easily rejected by using pulse height discrimination. The ability of the MLFD 

to reject gamma radiation was measured by the ñn/ɔ ratioò, as described by the following equation: 

 

 

(3.12) 

A n/ɔ ratio of 100 with respect to the background gamma rays is a desirable functional 

capability of advanced fast-neutron detectors for the hodoscope [45]. The LLD was set to 180 

optical photons to have a n/ɔ ratio of 100. The bump in the neutron spectrum at the initial optical 

photon channels is a feature of the MLFD geometry. The neutron detection efficiency increased 
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as a function of the detector length at optimized layer thicknesses, and saturated at about 6% for 

lengths larger than 20 cm. Of course, the length can be limited by the size or number of light 

collection devices, space allocated for the detection system, and the total cost [26]. A 2.54 cm long 

Hornyak button has a total scintillation volume of 16.7 mm3 (including dead region).  By 

compartmentalizing the ZnS:Ag into independent layers, a 2.54 cm long MLFD could contain a 

useful scintillation volume of 30.5 mm3. 

 

Figure 3-13. Pulse height distributions for (a) 2.54 cm Hornyak button, and (b) 5 cm MLFD with 

optimized layer thicknesses. OP is optical photons, reproduced with permission from Elsevier [26]. 

 

Figure 3-14. The neutron detection efficiency of an MLFD as a function of the detector length, 

reproduced with permission from Elsevier [26]. 
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For in-lab testing at KSU, an isotropic 252Cf source was modeled, with the neutron and 

gamma energy spectra represented by equations (2.1) and (2.2). The 252Cf source was enclosed in 

a steel casket, which absorbed the alpha particles that were emitted. Per fission event, 3.75 neutrons 

and 8 gamma rays were emitted [46]. The source was placed 10 cm away from the MLFD for point 

source approximations to be valid. The PHS (Figure 3-15) shows the combined counts from 

neutron, gamma-ray and ǖerenkov radiation events, in order to compare experimental results. It is 

interesting to note the differences in spectra when the MLFD is irradiated by 252Cf versus the 

MLFD in the TREAT environment. The initial channels (optical photons) are similar for both 

cases, but in the higher channels (i.e., greater energy deposition), the Hornyak button seems to 

have slightly higher counts than the MLFD when it is irradiated with an isotropic 252Cf, while the 

counts are the same for both Hornyak button and the MLFD in the TREAT environment. 

 

Figure 3-15. Pulse height distributions for the Hornyak button and several lengths of the MLFD when 

irradiated with a 252Cf source at KSU [47]. 

SNM Searches 

The layered design was originally conceived with the knowledge of the direction of the 

neutrons. The layered configuration increases the useful scintillation volume, therefore allowing a 

large amount of scintillation photons to be detectable by a photosensor. Additionally, the forward-
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propagational recoil protons have a high chance of encountering a ZnS:Ag molecule (and 

subsequently, depositing energy in the ZnS:Ag layer) in a layered configuration. However, if the 

neutron direction relative to the MLFD is variable, then the aforementioned advantages achieved 

due to the layered configuration may no longer serve their purpose. Therefore, it was imperative 

to investigate the proton energy deposition in the ZnS:Ag layer when the MLFD is irradiated from 

different directions, as is usually the case when the source is at an unknown location. 

The MLFD and a 252Cf neutron source was modelled using Monte Carlo Neutron Transport 

(see code in Appendix-#4). A 10.07-mm long MLFD was constructed, that comprised of 

alternating 200 µm-thick PMMA and 35 µm-thick ZnS:Ag layers (thicknesses along the z-axis), 

each having a rectangular cross-section of 3 mm × 8 mm (x- and y-axes, respectively). The number 

of layers of PMMA and ZnS:Ag were 43 and 42, respectively. An isotropic neutron source with 

energies obeying the 252Cf Watt fission spectrum was placed 5 cm from the MLFD, and two 

different locations, as shown in Figure 3-16. 252Cf was chosen as the source of neutrons as it was 

available for experimental validation.  

 

Figure 3-16. Theoretical proton energy deposition in the ZnS:Ag layers for different orientations of the 

source. 
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3.1.3 Geometric Optimization for Maximum Photon Collection 

In the previous section, the PMMA and ZnS:Ag layer thicknesses were numerically 

optimized, based on the range of protons in PMMA, the opacity of ZnS:Ag to its own light, and 

the ZnS:Ag volume necessary to increase chances of scintillation. The MLFD geometry was 

originally conceived based on the requirements of fuel motion imaging. One of the aspects of the 

geometry specifically suited towards the TREAT facility was the cross-sectional form factor.  

TREAT 

The cross-sectional area for the MLFD simulated in Geant4 was chosen to be 3 mm × 8 

mm based on the collimator slit aperture [2], and also considering the 6 mm × 6 mm cross-sectional 

area of silicon photomultipliers (which would need to replace the PMTs currently used in the 

hodoscope). 

Active Interrogation 

To investigate the capabilities of the MLFD in SNM searches, it was imperative to tailor 

the detector to the specific needs of this application. However, with the collimator aperture no 

longer dictating the detector cross-section, the focus was shifted to optimization of the cross-

sectional geometry. Therefore, a Monte-Carlo code was written in MATLAB to model various 

different geometries and dimensions. Additionally, reflectors were also modelled on the exposed 

scintillator faces to determine their effect on light collection. Specular surfaces reflect light in 

specific directions (for example, mirrors), while diffuse surfaces reflect light in all directions (for 

example, a dry asphalt roadway). While a Lambertian reflector ensures light striking anywhere on 

its surface has equal probability in reaching a photodetector, a specular reflector can be beneficial 

in geometries where certain reflecting angles have higher probability in reaching a photodetector. 

To investigate the effect of geometry on the fraction of scintillation photons reaching the 

photosensor, several different cross-sectional shapes of the MLFD were modeled: the previously 

used rectangle, a semi-circle, a parabola, and a triangle (Figure 3-17). All shapes had the same 

total area of 14 mm2. A MATLAB  code was written (Appendix-#3) to trace the optical photons in 

the four geometries according to the laws of optics as described in the following section [48]. 
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Figure 3-17. Four different cross-sectional shapes of the MLFD were modeled, each with three different 

cases of reflectors. 

Monte-Carlo Transport of Optical Photons in MLFD Light Guides 

When electrons or protons interact with the silver-doped ZnS atoms, scintillation photons 

are born in the ZnS:Ag layer but have higher chances of being ñcollectedò by the SiPM if they 

enter the PMMA layer. Therefore, the model assumed a uniform distribution of photons in the 

PMMA layer. To avoid light losses at the surfaces, the MLFD model was wrapped in a reflector 

at the exposed faces. In fact, the effect of the reflector was also studied in three scenarios: the 

amount of photons reaching the photodetector without any reflector, with a Lambertian (diffuse) 

reflector, and with a specular (polished) reflector. Each photon path, of wavelength 450 nm, was 

modeled to be randomly distinct from the others as determined by the absorption probability in 

PMMA, and by the probabilities of transmission, reflection, and absorption at the PMMA-reflector 

(diffuse or specular) or PMMA-air (in the absence of any reflector) interface. The PMMA layer 

faces a light collecting surface, while the rest of its geometry is either exposed, or is covered in 

diffuse or specular reflector. The light-collecting surface was modeled after a 6 mm-long SenSL 

SiPM. 

Photon tracing in PMMA 

The processes of absorption and beam attenuation in PMMA were specified by the 

absorption coefficient a (0.03692 mm-1) and the beam attenuation coefficient c (0.03695 mm-1). 
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To decrease computational time in tracing photons, the code sampled from a biased cumulative 

distribution function: a photon is traced till it is scattered or reflected and then reduce its weight 

(intensity of photons) based on the absorption probability. Thereafter, the code resumes tracing the 

photon with its new weight. Finally, when the weight of the photon is reduced below a certain 

value specified by the code, the photon path is terminated and it is no longer traced. In such a case, 

the photon is not collected. If the photon is able to reach the detector plane before its weight is 

reduced below the threshold, after attenuation and/or re-emission from surfaces, it is collected. 

The model assumes a two-dimensional space, so all photon interactions occur in the 

PMMA layer. In reality, a significant amount of photons would cross into the ZnS:Ag layers on 

either side of the PMMA, a portion of which would be absorbed in the ZnS:Ag, while others may 

re-enter another PMMA layer. However, since the PMMA thickness for all geometries remains 

the same, this effect would be similar in all geometries, and hence was not considered a factor in 

the model. 

Initially, the photon source is considered to be an isotropic source, with an initial weight 

of w. The source is assigned an originating position of x0, y0 and z0. The azimuthal scattering angle 

is given by: 

 

 
(3.13) 

where q is a random number between 0 and 1.  

The polar scattering angle is given by: 

 

 
(3.14) 

 

The photon is assigned initial x- and y- direction cosines (which are the x and y components 

of the unit vector that points in the direction of photon travel), given by the following two 

equations: 
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(3.15) 

 

 
(3.16) 

Photon Travel 

The probability density function for the attenuation of light with respect to the optical 

distance travelled is: 

 

 
(3.17) 

The cumulative distribution function to equation (3.17) is: 

 

 

(3.18) 

P(l) is set to a random number between 0 and 1.  

Solving for l: 

 

 
(3.19) 

The geometric pathlength s of the photon in PMMA can be defined as: 

 

 

(3.20) 

Given the direction cosines and the photon path length s, the photon can be advanced from 

its initial position to its next location by the following equations: 
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(3.21) 

 

 
(3.22) 

 

 
(3.23) 

Photon Reflection, Absorption and Collection 

The weight (intensity) of the photon is reduced as the photon travels in the PMMA, as 

dictated by the absorption coefficient. This is achieved mathematically by multiplying the photon 

weight by the absorption albedo. As the photons travels through the PMMA, depending on the 

geometry, the photon may strike either the light-collecting area, or a reflector (or the exposed 

scintillator surface). In the first case, the weight (intensity) of the photon, if above a certain 

specified threshold, is collected. In case the photon strikes a Lambertian surface (the reflectivity 

for which, assuming a perfectly reflecting surface, is unity), its weight is reduced by the diffuse 

scattering albedo, and the photon is given a new direction as dictated by the following equations: 

 

 
(3.24) 

 

 
(3.25) 

 

 
(3.26) 

 

 
(3.27) 

If the photon strikes a specular surface, as with a perfectly reflecting mirror, the reflected 

angle, with respect to the normal to the surface, is the same as the incident angle. If the scintillator 
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does not have a reflective layer, then according to Snellôs law, the light is reflected if the incident 

angle is greater than the critical angle (for PMMA this is 41.2 °C) with its weight reduced by the 

single scattering albedo of PMMA. If it is not reflected, the photon path is terminated and does not 

get collected.  

Shown in Figure 3-18 is 5 sources of photons emitting isotropically in a spherical layer of 

PMMA wrapped on its faces with an imperfect Lambertian reflector. The weighted ray from 

photon source 1 was reflected twice from the diffuse reflective surface, but its intensity (photon 

weight) reduced beyond a specified threshold, hence was not collected (considered absorbed in the 

medium). Photon source 2 reflected twice from the diffuse surface, and was able to reach the 

collecting surface while its weight was still above the acceptable minimum intensity threshold. 

Photon source 3 emitted a ray which was absorbed or transmitted but not reflected when it struck 

the Lambertian surface, and hence, was not collected. Photon sources 4 and 5 were born closer to 

the light collecting surface, and also were emitted in a direction that allowed direct collection of 

the photon without encountering any reflective surfaces. Photon sources 4 and 5 probably resulted 

in the highest intensity of light collection given that their location was the closest amongst the 5 

sources to the light collecting surface. 

 

Figure 3-18. Ray tracing of photons in a spherical layer of PMMA with a Lambertian reflector. 
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Figure 3-19. Ray tracing of optical photons in different geometries of PMMA with a Lambertian reflector, 

simulating only 100 photons for clear viewing. The photons are marked by a ñ*ò while the scatters are 

traced by straight lines. 

Optimization of Geometry 

Shown in Figure 3-20 is the fraction of photons collected by the photosensor as compared 

to the total photons generated in the PMMA. The presence of a reflector, whether specular or 

diffuse, results in 7% greater fraction of photons intensity collected than without a reflector. For 

all geometries, a specular reflector results in only marginally better collection of photons than a 

Lambertian reflector. If the MLFD is wrapped in either type of reflector, the fraction of photons 

able to reach the photosensor is between 87% to 89.5% for different shapes. If the MLFD is not 

wrapped in a reflector, for different shapes, this fraction of photons reaching the photosensor is 

between 79% to 82%. 
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Figure 3-20. Simulated total photon intensity collected by the photosensor, expressed as a percentage of the 

initial total photon intensity at their origin, for four cross-sectional shapes. 

The simulated results show that the parabolic shape results in the highest fraction of 

photons collected, and rectangle the least, with the difference being 2.22%. The fraction of photons 

collected is clearly impacted significantly by the presence of a reflector, however it is not 

significantly affected by either the type of reflector, or by the geometry. This is due to the small 

dimensions of the MLFD as compared to the photon attenuation coefficient in PMMA. It is 

important to note that additional non-geometric factors such as photocathode quantum efficiency 

and scintillator light yield also contribute to the final fraction of photons collected by the 

photodetector.  
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Chapter 4 - Fabrication and Instrumentation 

4.1 Fabrication 

MLFD fabrication is a 4-step process: preparing a mixture for the scintillation volume, 

stacking the layers, milling the MLFDs and assembling together milled pieces to form a larger 

length of detector, and finally wrapping the detector in Teflon tape on all faces except the one 

facing the light collection device.  

 

Figure 4-1. Process of fabricating the MLFD: (A) The piston arrangement helped achieve the ZnS:Ag 

micro-layers. The crank is turned in the direction shown by the solid black arrow while the yellow arrow 

represents stacking of alternating layers, (B) a 1-cm thick stack was composed of the alternating layers of 

PMMA and ZnS:Ag, (C) small rectangles were micro-milled out of the stack, (D) the pieces had very 

smooth edges, and any jagged ends can be smoothed, (E) the milled pieces were epoxied together to form 

a longer piece, shown here optically glued to a PMT photocathode window for testing, and (F) the same 

image under UV irradiation. 

4.1.1 Preparing the scintillation volume  

ZnS micro-particles doped with 0.01% by weight of Ag, obtained from Eljen Technology, 

was mixed with a two-part optically-transparent epoxy from Atom Adhesives. The ratio of epoxy 

resin to hardener to ZnS:Ag was 10:3:18. This ratio was determined by the recommended resin: 
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hardener ratio and by requiring to maximize the ZnS:Ag content. To maintain the same mass 

thickness of ZnS:Ag as present in 12 ɛm, the total layer thickness was increased to 35 ɛm, which 

included ZnS:Ag and the epoxy. The homogeneous mixture of ZnS:Ag and epoxy will hereupon 

be referred to as, simply, the ZnS:Ag layer, since the epoxy has no functional role in the detection 

process except to bind materials together. 

4.1.2 Layer Stacking 

Sheets of PMMA, obtained from Astra Products, were coated with the ZnS:Ag  epoxy 

mixture and stacked alternatingly. To control the thickness of the ZnS, a polishing and levelling 

mount with a circular platform was used (Figure 4-2). As shown in Figure 4-2(b), a screw could 

be turned to vertically move the platform. A 360° protractor in degree markings was printed out 

and pasted on the back end of the level, and a handlebar was attached to the central screw, to 

indicate the angle of rotation. A vertical depth of 12 microns corresponded to 4.3° of rotation. 

 

Figure 4-2. (a) Top and (b) back end of the polishing/levelling mount. 

A ZnS:Ag layer-thickness of 35 ɛm was obtained by bringing the platform vertically 

downwards by turning the handlebar through 85Á, which accounts for the 12.96Á for the 35 ɛm 

layer, plus 72Á for the 200 ɛm PMMA disk, as shown in Figure 4-1A. A second sheet of PMMA 

was then pasted over the ZnS:Ag layer, and lightly tapped to ensure no air bubbles were trapped 

in-between layers. This process was repeated until a stack of desired length was achieved, which 
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was then allowed to air-cure for 24 hours (Figure 4-1B). The stack used to be previously heat-

cured as the process took only 1 hour, however, the heat (80°C) caused yellowing of the PMMA 

layers, reducing its optical transparency. 

4.1.3 Micro -Milling and Assembly 

Thereafter, a Minitech Machinery CNC micro-miller was used to cut small rectangles of 

cross-section 8 mm × 3 mm out of the stack (Figure 4-3). A square-ended, TiCN-coated, 4-flute, 

1/8ò mill diameter carbide end mill was used to cut the edges. A G-code was written to cut the 

pieces into the shapes required (Appendix-#1). Each 1-cm thick circular stack could produce about 

five individual rectangular pieces. These individual devices could be used either as one single 

detector (Figure 4-1D), or be epoxied together (Figure 4-1E) if longer lengths were required. Any 

rough edges were smoothed using sandpaper. 

 

Figure 4-3. Small rectangles were cut out of the cured stack using a carbide end-mill. 

4.1.4 Enclosing in Reflector 

The MLFD is then wrapped in Teflon tape on all faces but one. Teflon tape is delicate, and 

must be wrapped carefully so as to not leave any air gaps between the detector the tape. 
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Figure 4-4. The Teflon tape must be wrapped carefully to not leave any air gaps or bumps. 

4.2 Instrumentation 

Simulation predictions and device engineering revealed the MLFD to have the most suitable design 

for a fast neutron detector in high gamma-ray backgrounds at TREAT. Instrumenting the device 

with the necessary electronics is a prerequisite to analyzing detector performance. The MLFD was 

coupled to a PMT for characterization and preliminary testing, and was thereafter coupled to a 

SiPM. Eventually, a prototype was built with an array of SiPMs. 

4.2.1 Photomultiplier Tube 

The MLFD was attached to the photocathode window of a bi-alkali Hamamatsu R6231 

PMT using an optical couplant. The detector-source orientation was arranged in such a manner as 

to mimic the orientation at TREAT, with the exception of the PMT attached to the longest face of 

the MLFD rather than the end to facilitate greater photon collection from neutron events and lesser 

from Cerenkov radiation (Figure 4-5). The PMT was made of a borosilicate glass window. 10B has 

a low cross-section for fast neutrons, but has a considerably high value for thermal neutrons (to 

produce 0.48 MeV gamma rays), which may result from interactions with shielding and other 

materials. Gamma rays also interact with the glass to produce ǖerenkov radiation. The PMT 

window was 51 mm in diameter, so MLFDs longer than that would need larger PMTs, or SiPM 

arrays. 
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Figure 4-5. (a) The detector-source orientation in the experimental setup (left) imitated that of the 

Hornyak buttonsô (right) in the TREAT hodoscope. 

4.2.2 Silicon Photomultiplier 

 

Figure 4-6. The MLFD was coupled to the SiPM (underneath the MLFD in figure) using optical grease. 

For larger lengths of the MLFD, SiPMs were preferred. Also, SiPMs made the detection 

system more compact. A 10 mm-long MLFD was optically coupled to a 6 x 6 mm SenSL 60035 

J-Series p-on-n SiPM mounted on a MicroFJ-SMA printed circuit board (PCB) that housed the 

sensor and the biasing circuitry, as shown in Figure 4-6. The Standard output (Sout) was read out 

to an oscilloscope, and the bias voltage was supplied via the Vbias. The SiPM had a breakdown 

voltage of 24.2 ï 24.7 V, and was required to be operated between 1 ï 6 V above the breakdown 

voltage. The SiPM had a high photodetection efficiency at the ZnS:Ag emission wavelength (450 
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nm) of 47%. A DC power supply capable of providing up to 30V and 15 mA was used to supply 

bias to the PCB (Figure 4-7). A coax-to-double-banana plug adapter was used for connecting a 

BNC cable to the power supply.  

 

Figure 4-7. The MLFD-SiPM setup to extract waveforms exiting the SiPM-mounted PCB. 

4.2.3 SiPM-array Imager 

For SNM search applications, the MLFD was coupled to an array of four Broadcom SiPMs 

in a 2 × 2 square arrangement (Figure 4-8 and Figure 4-9). Four MLFDôs were mounted on top of 

the SiPMs. Each sensor had an individual preamplifier and output. Depending on the relative count 

rates and the spectra from each sensor, the location of a neutron source can be located. An external 

power supply powered the board. The SMA outputs and are labeled by the channel corresponding 

to the sensor (Ch1 = sensor 1, etc.). The output was scaled to provide a 1 Volt signal for the nominal 

input signal. The monitor output for the SiPM bias was scaled 1:10; so a 3 VDC output is a 30 

VDC SiPM bias. This output was intended to drive a light load and can be connected to a DMM. 

One switch was meant to turn on power to the board. A second switch turned on the SiPM bias. 

For layout and assembly purposes, the SiPM bias adjustment was placed on the bottom and is 
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accessible using a small screwdriver. The applied bias had a maximum at 33.9 V. The MLFDs 

were coupled to the SiPM arrays and covered with a light-tight black lid using anti-static tape. 

 

Figure 4-8. Printed Circuit Board housing the SiPM array and amplification circuitry. 

 

Figure 4-9. Schematic diagram of electronics in SiPM-array PCB 

 

4.3 Alternative Designs, Techniques, and History of MLFD Fabrication 
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Before the aforementioned fabrication process was perfected, several techniques were 

employed to fabricate the MLFD. Listed in this section are these techniques, as well as several 

versions of a fast neutron detector that were theorized prior to the MLFD. 

4.3.1 Chemical Bath Deposition 

The use of epoxy to bind the ZnS:Ag to the PMMA layer and to hold together the whole 

MLFD introduced a foreign element to the detection systemðone that is at best unnecessary and 

at worst detrimental to the detection process, and the Geant4 model excluded the epoxy in its 

model altogether. Thus, in order to avoid using an epoxy, it was attempted to deposit the thin ZnS 

film on PMMA sheets in a batch process, albeit individually, using chemical bath deposition 

(CBD). Additionally, CBD allows one to control the thickness of the film deposited depending on 

the concentration of the solutes in the solution [49]. 

A ZnS layer is grown on the PMMA substrate by the reaction between a zinc salt for the 

Zn2+ (zinc sulfate was used), thiourea for the S2- (SC(NH2)2), and an ammonium salt (ammonium 

nitrate was used) as the complexing agent. The ZnSO4 and SC(NH2)2 was added to a solution of 

deionized water in a tall testube sitting on a magnetic plate stirrer (Figure 4-10(a)). Ammonium 

nitrate was added slowly while stirring the mixture with the magnetic stirrer, at 120°C. First, the 

free Zn2+ is gained from the decomposition of the Zn-amine: 

 

 
(4.1) 

Then, thiourea produces S2- ions by hydrolysis in alkaline medium: 

 

 
(4.2) 

 

 
(4.3) 

Finally, the ZnS is grown on the PMMA substrate: 
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(4.4) 

 

Figure 4-10. (a) Depositing ZnS layer on PMMA substrates using CBD, (b) the deposited ZnS layer, (c) 

SEM image of the deposited layer, and (d) XRD graph of the deposited layer content. 

Images obtained from scanning electron microscopy (SEM) showed non-uniform 

deposition, and the layer itself was brittle and did not adhere well to the substrate (Figure 4-10(b) 

and (c)). XRD imaging showed that although ZnS was deposited, the layer still needed activation 

with dopant Ag. Further, additional lines were observed (Figure 4-10(d)) that were not attributed 

to ZnS, indicating deposition of other materials as well. For these reasons, this technique was 

abandoned. 

4.3.2 Individual Layer Stacking Method 

The polishing and leveling mount allowed one to control the layer thicknesses very 

precisely. However, prior to using that technique, an initial proof-of-concept was built by coating 

individual PMMA layers. In this method, a 20 µm thick tape was attached to the edges of a set of 

8 × 3 mm PMMA slabs, and a paintbrush dipped in epoxy and ZnS:Ag was coated over the layers. 

A level squeegee was run over the coated layers to ensure uniform coating. The layers were left to 

cure, then carefully snapped off the set, and stacked with a thin layer of epoxy. A Teflon mold was 
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used to hold the epoxied layers into shape while it cured. SEM images (Figure 4-11) showed that 

the layer thicknesses were quite non-uniform, not only between layers but within the same slab of 

PMMA as well, and required a large amount of epoxy. Thus, this method of fabrication was 

abandoned. 

 

Figure 4-11. Individual 200-µm thick PMMA strips were bought and taped at the edges to provide a 

benchmark of ZnS:Ag layer thickness. The cured layers were then snapped off and epoxied to create a 

stack. The thickness of the ZnS:Ag layer was non-uniform. 

4.3.3 First ML FD Prototype 

The first MLFD prototype was built with steps similar in ideal to the present version, but 

with lesser precision tools. A large square PMMA disk of 200 µm thickness was taped at the edges 

with regular 35 µm thick tape. The tape guided the ZnS:Ag layer thickness, which, along with 

epoxy, was coated on the disk. A flat wiper ensured uniform thickness. A second layer of PMMA 

disk was then stacked on top of the first layer. The process was repeated till a stack of desired 

length was obtained. A band saw was used to cut out rectangles out of the cured stack. Smaller 

rectangular stacks would then be epoxied to form a larger MLFD. This version of the MLFD 

suffered from using epoxy that yellowed within weeks, rough and jagged edges, non-uniform 

lengths from sawing, and large air bubbles in the ZnS:Ag layers (Figure 4-12). 
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Figure 4-12. Large PMMA disks were coated in ZnS:Ag and stacked (left). The first MLFD prototype 

(right). 

4.3.4 Homogenized Fast Neutron Detector 

A variant of the Hornyak button was devised, which was a mixture of PMMA and ZnS:Ag, 

and had the same dimensions as the MLFD [50]. Unlike the Hornyak button, however, the 

homogenized detector did not have any half-circle light guides, with the light collection device 

oriented in a similar fashion to the MLFD. To fabricate the detector, liquid PMMA monomer and 

ZnS:Ag phosphor (12% by weight) was mixed together and air-cured fully in 7 days (Figure 4-13).  

 

Figure 4-13. The homogenized detector is a variant of the Hornyak button without the light guides. 

Simulations in Geant4 showed that a ZnS:Ag mass fraction of 12% in PMMA would 

exhibit the highest efficiency. The ZnS:Ag molecules were randomly distributed in the PMMA 

mass, hence the forward-directional protons have lesser probability of depositing energy in the 
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scintillator than in the layered configuration.  However, this lessened probability is beneficial for 

and may contribute to improved gamma-ray rejection [26]. The neutron detection efficiency of a 

5 cm-long homogenized detector was predicted in Geant4 to be 1.3%; about thrice less than that 

of a 5 cm MLFD. Although the homogenized detector exhibited better performance at very high 

gamma-ray fluxes (Figure 4-14), the use of PSD and SiPMs (as will be show in later chapters) 

would allow the MLFD to perform superior to the homogenized detector. Hence, this detector was 

discontinued. 

 

Figure 4-14. Detector performance at different gamma-ray fluxes. óEventô is equivalent to a neutron in 

this plot. reproduced with permission from Elsevier [26]. 

4.3.5 Uranyl Nitrat e Back-Filled Micro -Structured Semiconductor Neutron 

Detectors 

Micro-Structured Semiconductor Neutron Detector (MSND) consist of a matrix of micro-

structured trenched Si wafers backfilled with neutron-reactive material like 6LiF for thermal 

neutron detection [51]. MSNDs boast a high thermal neutron detection efficiency due to the large 

(n,t) cross section of 6Li and clever geometry optimization. It was therefore proposed to evaluate 
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the MSNDs for fast-neutron detection at TREAT using two approaches: (1) using a hydrogenous 

material to thermalize the fast neutrons to exploit the high intrinsic efficiency of MSNDs, and (2) 

substituting the 6Li with a fast-sensitive reactant, such as 235U. 

Approach 1: Thermalization 

A simple, 7- channel mock-up was designed to represent a portion of a hodoscope, shown 

in Figure 4-15. A single MSND was modeled in each of the detector channels surrounded by high-

density polyethylene (HDPE). The green region was composed of 5% borated polyethylene (BPE). 

Both HDPE and BPE are efficient at moderating fast neutrons. In addition, the boron content in 

BPE is a good thermal-neutron absorber, thereby preventing prevent cross-talk, i.e., neutrons 

entering the target channel entering other channels and being detected. It was necessary to 

minimize such cross-talk between the hodoscope channels to provide accurate, spatial mapping of 

fuel motion [52]. 

 

Figure 4-15. (a) MCNP model of the hodoscope mock-up. White regions denote the detector channels 

filled with HDPE, green regions represent 5% BPE, and gray regions are the MSNDs. Channel 1 is the 

target channel with the source located it its center. All values are in cm. (b) Experimental setup wherein a 

single MSND was inserted into each channel one at a time to measure the corresponding count rate.  
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A model was written in MCNP to estimate the detection efficiency in the mockup, when a 

sequence of MSNDs was placed into the target channel. A mono-directional 235U thermal fission 

spectrum was used as the source. The detection efficiency was observed to saturate at about 0.8% 

when more than 7 MSNDs were used. To evaluate cross-talk quantitatively, the cross-talk ratio 

(CTR) was defined as: 

 

 

(4.5) 

To validate the computational results, count rates at different channels from neutrons 

emitted from a 252Cf source, which was placed at the center of channel 1, were recorded. The 

experimental results, as listed in Table 4-1, confirmed the existence of significant cross-talk, with 

the measured cross-talk (all over 60%) being substantially larger than the MCNP model predictions 

by 10-30% in each channel. A large portion of this difference could be due to neutron scattering 

not included in the model. Specifically, the walls, floor, ceiling, equipment, and table on which 

the mock-up was situated, along with any other, nearby hydrogenous objects may have caused 

neutron-scattering and lead to a higher count rate. However, because both the predicted and 

measured results were underwhelming, no further work was performed to reduce the discrepancies. 

Table 4-1. Measured and Predicted CTRs in different channels. Channel 1 is the target channel [52]. 

Channel Number 1 2 3 4 5 6 7 

Measured net count 

rate (counts/min) 

185.7± 

4.31 

128.95± 

3.58 

114.75± 

3.37 

113.65± 

3.37 

114.5± 

3.38 

114.5± 

3.38 

115.15± 

3.39 

Measured CTR - 
69.44% 69.11% 61.79% 61.2% 61.66% 62.01% 

Predicted CTR - 
50.12% 70.8% 34.95% 50.47% 36.22% 53.4% 

 

Approach 2: Fast-Sensitive Reactants 

Uranium was precipitated from a uranyl nitrate solution based on a previously-formulated 

recipe at KSU [53]. The original particles from the uranyl nitrate precipitate had widths ranging 
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from 30-160 ɛm. An attempt was made to reduce the particle size to fit inside the 20-ɛm trenches 

using homogeneous precipitation from solution by hydrolysis of urea at elevated temperatures. 

Such precipitation yielded novel, ammonia-intercalated alphatype hydroxide phases and exhibited 

a much milder concentration gradient than mechanically adding NH4OH, resulting in precipitation 

products of higher purity, smaller particles, and less agglomeration. Homogeneous precipitation 

of uranyl nitrate was carried out in a pressure cooker at 120°C for 30 minutes. Significant reduction 

in particle width was observed, with widths of 6-17 ɛm (Figure 4-16).  

 

Figure 4-16. (a) Before and (b) after homogeneously precipitating uranyl nitrate. 

The MSND was fixed in place to the bottom of a centrifuge tube and the solution was 

poured over it. The tube was centrifuged for an hour. Scanning Electron Microscopy (SEM) 

imaging showed that the accumulation of the particles at the entrance caused the major portion of 
































































































































